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The concept of in-air output ratio Sc was introduced to characterize how the incident photon
fluence per monitor unit or unit time for a Co-60 unit varies with collimator settings. However,
there has been much confusion regarding the measurement technique to be used that has prevented
the accurate and consistent determination of Sc. The main thrust of the report is to devise a
theoretical and measurement formalism that ensures interinstitutional consistency of Sc. The in-air
output ratio, Sc, is defined as the ratio of primary collision water kerma in free-space, Kp, per
monitor unit between an arbitrary collimator setting and the reference collimator setting at the same
location. Miniphantoms with sufficient lateral and longitudinal thicknesses to eliminate electron
contamination and maintain transient electron equilibrium are recommended for the measurement
of Sc. The authors present a correction formalism to extrapolate the correct Sc from the measured
values using high-Z miniphantom. Miniphantoms made of high-Z material are used to measure Sc
for small fields e.g., IMRT or stereotactic radiosurgery. This report presents a review of the
components of Sc, including headscatter, source-obscuring, and monitor-backscattering effects. A
review of calculation methods Monte Carlo and empirical used to calculate Sc for arbitrary shaped
fields is presented. The authors discussed the use of Sc in photon dose calculation algorithms, in
particular, monitor unit calculation. Finally, a summary of Sc data from RPC and other institutions
is included for QA purposes. © 2009 American Association of Physicists in Medicine.
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LIST OF SYMBOLS
The symbols used for all physical quantities in the report are
listed here. Arguments to the dosimetry quantities are
grouped such that those dependent on the radiation field
geometry e.g., c or A, the position relative to the radiation
source x ,y ,z, and the phantom geometry specifications
e.g., d, and SSD are placed together where the groups are
separated by a semicolon. The group always follow the same
order, e.g., Dc ,s ;x ,y ,z ;d ,SSD. Whenever we emphasize
selected variables, we will ignore the other variables, e.g.,
Dx ,y ,z. When the energy fluence  is required as an
explicit variable, it will be placed as the last group, e.g.,
Dx ,y ,z ;A ;x ,y ,zref.
  Dose to collision kerma ratio unitless see Eq.
11
  Electron disequilibrium factor unitless see
Eq. 13
  Dose-to-energy fluence ratio unit: cm2 g−1 see
Eq. 23
  width of indirect radiation source at isocenter
unit: cm see Eq. 36
  Photon energy fluence unit: MeV cm−2 see
Eq. 23
Medical Physics, Vol. 36, No. 11, November 2009E  Photon energy fluence differential in photon en-
ergy E unit: cm−2 see Eq. 6
0  Photon energy fluence of direct particles at iso-
center unit: MeV cm−2 see Eq. 23
ind  Photon energy fluence of indirect photons, also
called headscatter photons unit: MeV cm−2
see Eq. 26
en /  Mass energy absorption coefficient unit:
cm2 g−1 see Eq. 6
µ  linear attenuation coefficient unit: cm−1 see
Eq. 6
A  Aperture setting, refer to a particular state of
settings for all collimation a function of c and
s see Eq. 23
Aref  Aperture setting for the reference or normaliza-
tion field see Eq. 27
Aˆ  Irradiated backscattering area of aperture A see
Eq. 29
a1  Fitting parameter for monitor-backscattering ef-
fect, also called monitor-backscattering coeffi-
cient unit: cm−1 see Eq. 36
a2  Fitting parameter for in-air output ratio for total
headscatter as a percentage of direct radiation
unitless see Eq. 36
B  Beam modifiers e.g., wedges, trays see Eq.
7
b  Backscatter signal fraction unitless see Eq.
29
c  Collimator setting, usually referring to the side
of the equivalent square of a field and always
specified at isocenter unit: cm see Eq. 3
cref  Collimator setting for the reference or normal-
ization field, also specified at the isocenter
unit: cm see Eq. 3
cx ,cy  X- and Y- jaw collimator settings, always speci-
fied at the isocenter unit: cm see Eq. 32
D  Absorbed dose unit: Gy
Dp  Primary dose, i.e., absorbed dose from charged
particles released from the photon’s first interac-
tion in the patient unit: Gy see Eq. 9
Ds  Scatter dose, i.e., absorbed dose from charged
particles released from the photon’s second or
later interactions in the patient unit: Gy
DIST  The distance factor that relates kerma to dis-
tance from the source unitless see Eq. 17
d  Depth unit: cm
d¯  Average depth unit: cm for scatter factor cal-
culation see Eq. 18
dref  Reference or normalization depth unit: cm
E  Photon energy unit: MeV
f  Relative lateral distribution of the total energy
fluence unitless see Eq. 26
H0  Normalization constant for Sc unitless see Eq.
36
HCF  Headscatter correction factor, ratio of Sc be-tween the MLC shaped field and that of the rect-
5263 Zhu et al.: In-air output ratio for megavoltage photon beams 5263angular field encompassing the irregular field
unitless see text after Eq. 38
K  Collision kerma Kdir for direct beam, Kair for
kerma in air, Kh for headscatter component
unit: Gy see Eq. 11
Kinc  Incident collision kerma, i.e., the kerma incident
on the patient unit: Gy see Eq. 12
Kp  Primary collision kerma unit: Gy see Eq.
11
Ks  Scatter collision kerma resulting from photons
generated from other interactions in the patient
or phantom unit: Gy
k  Collimator exchange coefficient unitless see
Eq. 33
kb  Collimator backscatter coefficient unitless see
Eq. 29
MU  Monitor unit unit: MU see Eq. 2
MU0  Direct monitor signal, proportional to the flu-
ence of direct photons unit: MU see Eq. 24
MUb  Backscatter monitor signal, proportional to the
fluence of particles backscattered by the colli-
mators unit: MU see Eq. 24
Ncy  Calculated normalization factor fraction of MU
delivered to isocenter for soft wedges e.g.,
Varian enhanced dynamic wedge for Y-jaw
setting of cy. unitless see Eq. 39.
Oair  In-air output function unitless see Eq. 7
POARx Pimary off-axis ratio at x unitless see Eq.
22
Sc  In-air output ratio unitless see Eq. 3
Scp  In-water output ratio unitless see Eq. 2
Sb  Monitor-backscatter factor unitless see Eq.
27
Sc,n  In-air output ratio for enhanced dynamic wedge
with effect of reduced MU delivered on the cen-
tral axis taken out unitless see text before Eq.
39
Sc,w  In-air output ratio for wedge unitless see Eq.
20
Sh  Component of in-air output ratio due entirely to
headscatter unitless see Eq. 27
Sp  Phantom scatter factor unitless see Eq. 8
SAD  Source-to-axial distance, usually 100 cm unit:
cm see Fig. 2
SF  Dose scatter factor, equals 1 	 SPR unitless
see Eq. 1
SFK  Kerma scatter factor, similar to SF but replacing
the absorbed dose with kerma unitless see Eq.
11
SPD  Source-to-point distance, same as z unit: cm
see text after Eq. 17
SSD  Source-to-skin or surface distance unit: cm
see Fig. 2
SDD  Source-to-detector distance, same as z unit:
cm see Fig. 2Medical Physics, Vol. 36, No. 11, November 2009SPR  Scatter-to-primary dose ratio, Ds /Dp unitless
SPRair  Scatter-to-primary kerma ratio between indirect
and direct radiation unitless see Eq. 36
STT  Segmented treatment table unitless see Eq.
39
s  Projected field size at point of interest and al-
ways measured at depth unit: cm see Fig. 2
Smed,det
S-A  Spencer–Attix stopping power ratio for a me-
dium “med” to a detector cavity medium “det”
unitless see Eq. 30
sref  Projected field size at point of interest for the
reference or normalization field unit: cm see
Fig. 2
sSSD  Field size at phantom or patient surface unit:
cm see Fig. 2
T  Transmission function resulting from attenua-
tion of material in the beam: A function of
depth, d and A unitless see Eq. 12
TPR  Tissue-phantom ratio unitless see Eq. 13
X  Signal reading from a detector unit: C see Eq.
6
x ,y  Lateral positions relative to axis of collimator
rotation unit: cm see Eq. 5
z  Distance from the source to the point of interest
zSMD, zSCD, and zMCD are the distances from
source to monitor chamber, source to collimator,
and monitor chamber to collimator, respec-
tively unit: cm see Eq. 5
zMCD  Monitor to backscattering surface distance unit:
cm
zSMD  Source to monitor distance unit: cm see Fig.
1
zSCD  Distance from the source to the backscattering
collimator surface unit: cm
zref  Reference or normalization distance from the
source to the point of interest unit: cm see Eq.
2
I. INTRODUCTION AND SCOPE
The concept of in-air output ratio Sc was introduced to
characterize how the incident photon fluence per monitor
unit MU or unit time for a Co-60 unit varies with colli-
mator settings.1–3 This quantity is also called the in-air output
factor,4 collimator-scatter factor,5 headscatter factor,6,7 and in
common usage, the field size factor. The names, collimator-
scatter factor and headscatter factor, are somewhat mislead-
ing since they emphasize a single component of the output
ratio, while the last is unspecific as to which quantity that
varies with the field size. We retained the symbol Sc because
it has been widely used in North America.5 The development
of three-dimensional conformal radiotherapy 3D CRT in
the 1990s motivated investigation of models and experimen-
tal procedures to quantify different components of the accel-
erator output to provide more accurate dose computation.
There are multiple factors8 shown to influence the in-air out-
put ratio; in particular, photons are scattered by structures in
the accelerator head headscatter, photons and electrons are
5264 Zhu et al.: In-air output ratio for megavoltage photon beams 5264backscattered into the monitor chamber monitor backscat-
ter, and at very small field sizes, a portion of the x-ray
source is obscured by the collimators source-obscuring ef-
fect. Various sources of headscatter, which include the pri-
mary collimator, the flattening filter, the secondary collima-
tors, the monitor chamber and a wedge, if used, have been
characterized. Several studies have measured the actual
source distributions for the target as well as for the extended
headscatter source at the flattening filter.9–11 The availability
of Monte Carlo simulation has provided a methodology to
study various components of the headscatter to interpret the
measurement results or validate analytical models.
Without a commonly agreed formal definition, an in-air
output ratio has been widely applied in various approaches
for calculation of absorbed dose per MU. These approaches
include derivation of parameters for explicit modeling of
headscatter components as well as for direct use in factor-
based monitor unit calculation schemes. Use of asymmetric
jaws has compelled the need to characterize Sc on and off the
central axis. The introduction of intensity-modulated radio-
therapy IMRT has further required Sc inside and outside
beam collimation. Accurate determination of in-air output
ratios for IMRT is much more challenging, where extremely
small and/or severe irregularly shaped fields are being more
commonly used.
The main thrust of the report is about devising a theoret-
ical and measurement formalism that ensures interinstitu-
tional consistency of Sc. Historically, Sc is often measured at
depth of maximum dose with a build-up cap. This experi-
mental definition of Sc, while popular for TMR-based MU
calculation formalism, is fundamentally different from the
in-air output ratio Sc as defined in this report. For clarity,
we will refer to the old definition of Sc as collimator-scatter
factor. Detailed discussion on the use of the collimator-
scatter factor is beyond the scope of TG74 because of the
large interinstitutional variations, lack of published theoreti-
cal investigations of the behavior of contaminating electrons,
and other potential complications e.g., detector response dif-
ference for electrons and photons caused by the contaminat-
ing electrons.
There has been much confusion regarding the measure-
ment technique to be used that has prevented the accurate
and consistent determination of Sc. Ideally, the build-up cap/
miniphantom should provide full electron equilibrium as in
full water medium, with negligible photon scattering, and be
small enough to be fully covered by a homogeneous part of
the radiation beam. In this report, “full water phantom” will
be referred to simply as “in water.” The shape, dimension,
and material of the build-up cap/miniphantom, and the type
and size of the detector are all design considerations. Earlier
designs of build-up caps were thin shells, meant for use in
cobalt beams, with a water-equivalent thickness of approxi-
mately 0.5 cm. The build-up cap surrounded the chamber,
which was oriented perpendicularly to the beam axis. Such
caps are generally not suitable for measurement of Sc at
higher photon energies due to the presence of electron
contamination.12 A discussion on measurement techniques of
Sc comes later in this report.
Medical Physics, Vol. 36, No. 11, November 2009The purpose of this task group is to address the issues
related to the determination, validation, and use of in-air out-
put ratios for megavoltage photon beams from clinical linear
accelerators. This task group report provides a comprehen-
sive review of the current status including the clinical sig-
nificance of the output ratio and the findings of the existing
theoretical and experimental investigations. The report con-
sist of self-contained sections: Section II focuses on the defi-
nition of essential dosimetry quantities; Sec. III and IV focus
on the overall framework for the use of in-air output ratio in
dose and monitor unit calculations and the various processes
that contribute to Sc; Sec. V focuses on how to measure in-air
output ratio; and Sec. VI and VII focus on practical methods
for parametrization of Sc and quality assurance QA issues,
respectively. Readers who are interested in the practical as-
pect of Sc measurement can jump to Sec. V since it contains
the main recommendations of this report on how to deter-
mine Sc. Section VIII summarizes the main recommenda-
tions and clarifications of the report. Readers who are inter-
ested in how to parametrize Sc can jump to Sec. VI, although
Sec. IV is essential for understanding various factors that
affect Sc.
II. TERMINOLOGY
II.A. Photon beam and absorbed dose components
It is important to distinguish the terminology for photon
beam components e.g., primary or scattered photons, the
quantities used to quantify the radiation e.g., fluence, and
the quantities used to describe the radiation impact e.g., ab-
sorbed dose or ionization. It is often useful to separate the
radiation incident on the patient into different components
with distinguishable different dose deposition properties. The
radiation is commonly separated based on the origin of ra-
diation. Direct radiation is that photon radiation generated
at the source that reaches the patient without any intermedi-
ate interactions. Indirect radiation is that photon radiation
with a history of interaction/scattering with the flattening fil-
ter, collimators or other structures in the treatment unit head
see Fig. 1. Indirect radiation is commonly called headscat-
tered radiation or simply headscatter. Electrons and pos-
itrons released from interactions with either the treatment
head or the air column constitute charged particle contami-
nation, or in short, electron contamination. Together, the
direct radiation, indirect radiation, and electron contamina-
tion comprise the output radiation, which from the patient
point of view equals the incident radiation. The output or
incident radiation is independent of the irradiated subject
i.e., patient; throughout this report, any reference to “pa-
tient” in a treatment situation will be understood to apply to
a “phantom” in a measurement condition. Usually the terms
simply imply a volume scattering medium.
In the patient, charged particles released from the first
interaction of the incident photons in the patient give rise to
the primary component of the absorbed dose, also called
the primary dose for short. For hypothetical points experi-
encing both lateral and longitudinal charged particle equilib-
rium CPE, the primary dose is directly proportional to the
5265 Zhu et al.: In-air output ratio for megavoltage photon beams 5265primary collision kerma to within a constant Dp=Kp and
it depends on the depth or the attenuation of materials inter-
secting the beam along the ray line between the x-ray source
and point of interest. Note that there can be a primary dose
component from both the direct and indirect photons. The
contribution to the absorbed dose from electrons released by
photons scattered from elsewhere in the patient is called the
phantom scatter component of the absorbed dose, in short
the scatter dose. The scatter dose depends on the field size in
the patient as defined by the collimation and the depth these
variables describe the scattering volume and the incident
fluence. The ratio of the scatter dose to the primary dose is
called scatter-to-primary ratio SPR and is also expressed
TABLE I. Summary of terminology used to describe th
for the sum of the components on respective row, wh
sum of the components in the column above.
Interactions
in patient
Direct radiation
Open
beam
Collimator
leakage
Fla
s
Primary dose Direct primary dose
Scatter dose Direct scatter dose
Charged particle
contamination dose
–
Total dose Direct dose
Output radiation or
Incident radiation
Scatter doseSecondary
electrons
Primary dose
zx
Source
Collimator jaws
Monitor Chamber
Flattening filter
MLC
zFFIndirect (headscatter)
Electron
Contamination
Charged particle
contamination dose
Direct
zMLC
zSMD
FIG. 1. Definition of general terms used in the task group report.Medical Physics, Vol. 36, No. 11, November 2009by the scatter factor,
SFs;d = 1 + SPRs,d =
Ds;d
Dps;d
, 1
which denotes the ratio of the total absorbed dose to the
primary dose. The SPR depends on the field size in the pa-
tient and the depth and is almost independent of the source-
to-skin distance SSD and other beam geometry parameters
that affect the incident radiation. The absorbed dose from
contaminant electrons is considered separately as charged
particle contamination dose or electron contamination
dose for short. This dose component cannot be further sepa-
rated into primary and scatter parts since it stems from
charged particles directly entering the patient. Table I sum-
marizes the general terminology described in this section.
The definitions of the geometrical parameters characteriz-
ing a treatment head and a phantom are shown in Fig. 2. The
collimator setting c is always specified at the isocenter at the
source-to-axial distance SAD usually 100 cm from the
source. The field size, s, is always specified at depth d of
measurement at the source-to-detector distance z or SDD.
II.B. Output ratios
The in-water output ratio, Scp, for a field of size s is
defined as the ratio of the absorbed dose for the used colli-
mator setting to the absorbed dose for the reference or nor-
malization field size sref, for the same MU, in a large water
phantom at the same reference depth, dref, and the same ref-
erence source-to-detector distance, zref, on the central axis
commonly at the isocenter,
Scpc = s 
Dc = s;zref;dref/MU
Dcref = sref;zref;dref/MU
, 2
where D is the absorbed dose in the phantom, c=s indicates
that the field size of the phantom at depth dref, s, is that
defined by the collimator setting, c, at the isocenter, usually
100 cm from the radiation source. The meaning of the water
put radiation. The first column shows the terms used
e bottom row shows the terms used to represent the
Beam component
rect radiation headscatter
Contaminant
charged particles
g
Collimator
scatter
Modulator
scatter
Indirect primary dose –
Indirect scatter dose –
– Charged particle
contamination
dose
Indirect dose
headscatter dose
Charged particle
dosee out
ile th
Indi
ttenin
filter
catter
5266 Zhu et al.: In-air output ratio for megavoltage photon beams 5266phantom being large is that it should enable full lateral and
back scattering conditions for the field in question. The phan-
tom should extend at least 9 cm in depth beyond the point of
interest to ensure effectively full backscatter conditions for
photon energy as low as cobalt-60.13
The in-air output ratio, Sc is now defined as the ratio of
primary collision water kerma in free-space, Kp, per monitor
unit between an arbitrary collimator setting, c, and the refer-
ence collimator setting, cref, at the same location on the cen-
tral axis,
Scc 
Kpc;zref/MU
Kpcref;zref/MU
, 3
where zref is the reference source-to-detector distance usu-
SSD
SAD
z or SDD
dref
d
d
Dmax
A or c
s
sSSD
FIG. 2. Geometry for specifying output ratios. The reference depth is often
at isocenter. The acronyms SSD, SAD and SDD are source-to-surface dis-
tance, source-to-axis distance, and source-to-detector distance. The dashed
lines define the field size determined by an arbitrary block. The generic
aperture variable, A, may, depending on context, represent the entire beam
setup geometry rather than just collimator setting, c.ally zref=100 cm. Normally, the reference collimator setting
depth in miniphantom to the center of the detector sensitive
Medical Physics, Vol. 36, No. 11, November 2009is 10
10 cm2, i.e., c=10 cm, for SAD  100 cm. Notice
that the primary collision kerma excludes the scattered
collision kerma induced by scatter from any surrounding
phantom but includes all scattering that has occurred in
the treatment head. The main need for Sc is to quantify
fluence variations with collimator settings for use in beam
modeling and dose calculations. The idea behind the defini-
tion in Eq. 3 is to have a well defined quantity that is
independent of experimental conditions yet closely related to
energy fluence and primary dose. The collision kerma from
photons is defined as the energy fluence for each energy
times its mass energy absorption coefficient,
Kp  Primary
spectrum
E
en

dE . 4
The formal definition in Eq. 3 lends itself to the derivation
of correction factors to compensate for any systematic devia-
tions introduced by particular experimental methods used to
estimate Sc, e.g., for differences in cap attenuation and filtra-
tion resulting from spectral differences between the arbitrary
collimator setting and the reference setting see Sec. V B.
For fields centered at points x ,y off the axis of the col-
limator rotation xref=0, yref=0, Eq. 3 becomes
Scc;x,y 
Kpc;x,y,zref/MU
Kpcref;xref,yref,zref/MU
. 5
Experimentally, Sc can be estimated by the ionization ratio
measured in a miniphantom that has sufficient thickness to
eliminate electron contamination. The lateral dimensions of
the miniphantom shall, besides eliminating contaminant elec-
trons from the side, provide lateral electronic equilibrium at
the detector. The material composition of the miniphantom
must be carefully chosen as to minimize medium-induced
deviations from water kerma ratios due to spectral differ-
ences between the beams c and cref or compensated by cor-
rection procedures see Sec. V B. Measurement details are
discussed later in Sec. V. When using a miniphantom and a
detector, the ratio of primary collision kerma at the detector,
14Kp, can be expressed asKpc
Kpcref
=
Primary spectrum
of beam c
enE

· e−E·d · Ec;zref/MU · SFKminiphantom · dE
Primary spectrum
of beam cref
enE

· e−E·d · Ecref;zref/MU · SFKminiphantom · dE
, 6where enE / is the mass energy absorption coefficient for
the miniphantom medium at the photon energy E, E is the
attenuation coefficient of the miniphantom medium, d is thevolume, and Ec ;zref and Ecref ;zref are the incident
photon energy fluences direct plus headscatter at the
miniphantom surface for the photon energy E for beam c and
cref, respectively. SFKminiphantom=K /Kp is the ratio of
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the kerma scatter factor, for the entire miniphantom. If the
primary spectrum is independent of the collimation setting,
then it follows that the signal ratio measures the energy flu-
ence output ratio, Ec ;zrefdE /Ecref ;zrefdE. However,
in situations where the beam quality is different from refer-
ence conditions e.g., while using physical wedges, it must
be noticed that the signal ratio is only an estimator of the
energy fluence ratio, biased by the miniphantom and spec-
trum specific variations of collision kerma and attenuation.
A quantity more inclusive for different beam geometries
is the in-air output function for the incident photon beam,
Oair, defined as the ratio of primary collision water kerma in
free-space per monitor unit for an arbitrary collimator setting
possibly with a beam modifier in place and position, to the
primary collision water kerma in free-space per monitor unit
for the reference open beam under reference conditions usu-
ally cref=10 cm,
Oairc,B;x,y,z 
Kpc,B;x,y,z/MU
Kpcref;xref,yref,zrefMU
7
In the numerator, B represents all of the physical modifiers
that may be in the beam, such as wedges, compensators, or
trays. The use of Oair to map the lateral energy fluence varia-
tion for primary dose calculations will directly include the
effects of off-axis variations in the energy absorption coeffi-
cient en. Notice that in the absence of beam modifiers, Oair
at the reference distance, zref is identical to the in-air output
ratio, Sc. If it is desired to do in-air quantity based dosimetry
with modifiers, Kp in the denominator of Eq. 7 refers to the
reference open field without wedge at the reference condi-
tions, thus Oair includes the transmission of the wedge filter
while Sc does not. Similarly, the tray factor can be included
in Oair. However, a common practice and the recommenda-
tion of AAPM TG71 makes the wedge factor and tray factor
a ratio of doses in full phantom.15 Either approach gives the
same result but the corresponding MU formulation must be
used.
The phantom scatter factor, Sp, is defined as the ratio of
the scatter factors between the actual field size, s, in the
phantom and that of the reference field size, sref, both at the
reference depth, dref,
Sps 
SFs;dref
SFsref;dref
, 8
where SF is the ratio of the total dose in water D to the
primary dose Dp for the same field setting and depth at the
same location. Assuming that a particular collimator setting c
equals the field size s at the isocenter, i.e., z is zref, the phan-
tom scatter factor can, by using Eqs. 2 and 3, be deter-
mined using Kps=Dps /ps, by
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Scs
=
Ds
Dsref
 Kpc = sKpcref = sref
=
Ds/Dps
Dsref/Dpsref
·
ps
psref
= Sps ·
ps
psref
	 Sps . 9
Equation 9 shows that the requirement for the approxima-
tion Sps	Scps /Scs is that ps /psref is close to
unity. This condition is fulfilled for all fields large enough to
provide lateral electronic equilibrium. The intention of the
phantom scatter factor is to describe the effects of photon
scattering in the phantom only, and it follows that identical
value of phantom scatter factors could be achieved for dif-
ferent collimator settings that result in equal amounts of
phantom scatter at the point of interest. However, two fields
that yield identical phantom scatter contributions from their
respective direct component of the beams may give different
scatter contributions in the phantom from the headscatter
components since headscatter varies differently with collima-
tion than the direct parts. This effect can be considered as
small due to a rather large correlation between the shapes of
the effective portals for the direct and indirect components of
the beam, respectively.
III. THE ROLE OF Sc FOR MU CALCULATION
Dose calculation formalisms specify the parameters and
their relationship to calculate monitor units from the pre-
scribed dose. Given a particular formalism, its parameters
may be estimated using very different methods, e.g., mea-
surements, kernel-based convolution/superposition models,
or Monte Carlo MC simulations, as long as the parameters
are well defined in terms of the underlying physical interac-
tion processes. Hence, a monitor unit formalism can be
viewed as a framework, or “top level” model, within which
different computation models can be implemented. We will
here review two groups of formalisms, a factor-based for-
malism tailored for “hand” calculations and a model-based
energy fluence formalism typical for modern treatment plan-
ning systems. Both calculation paths may use data, directly
or indirectly, based on measurements of Sc.
III.A. Factor-based dose-to-dose ratio formalisms
Factor-based methods determine absorbed dose per moni-
tor unit by using the product of standardized dose ratio mea-
surements. Successive dose ratio factors are multiplied for a
chain of geometries, and thus the dose ratio factors are varied
one by one until the geometry of interest is linked back to the
reference geometry,
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MU
case A
=
D/MUcase A
D/MUcase B
·
D/MUcase B
¯ ·
¯
D/MUref
·
D
MU
ref .
10
This equation is an identity equation. The strength of the
formalism lies in that the calculations are simple and are
based on the measured data. Obviously, one strives to use
few and as general factors as possible, where some factors
might be modeled instead of measured e.g., the inverse
square factor. The identity equation does not explain why
TPRs ;d is only a function of s ;d but not z and why
Scpc ,s=Scc ·Sps. For that, one needs to introduce the
concept of the separation of primary and scatter dose com-
ponents. Analogous to the factorization in Eq. 10, one can
construct collision kerma factors as means to formalize pri-
mary and scatter separation, i.e.,
Dc,s;z;d =
Dc,s;z;d
Kc,s;z;d
·
Kc,s;z;d
Kpc,s;z;d
· Kpc,s;z;d
= s;z;d · SFKs;d · Kpc;z;d , 11
where =Dc ,s ;z ;d /Kc ,s ;z ;d is the dose-to-collision
kerma ratio, SFK=Kc ,s ;z ;d /Kpc ,s ;z ;d=1+SPRK is the
kerma scatter factor due to photon phantom scattering, and
Kp is the primary collision kerma. SFK=SF under electron
equilibrium. One could use the dose-to-energy fluence ratio
directly if a method to measure energy fluence could be de-
veloped. The principle of the separation of primary and scat-
ter components states that SF is only a function of phantom
depth and irradiated field size and is independent of the
source-to-detector distance, z, to the first order and collima-the subscript “eff” means the source-to-point distance SPD fit t
Medical Physics, Vol. 36, No. 11, November 2009tor setting c; and  is a constant at sufficient depths, under
transient charged particle equilibrium. Kp can be separated
into components that are only correlated with the incident
energy fluence Kincc ;z and the transmission function Td
due to attenuation in the medium16
Kpc;z;d = Kincc;z · Td . 12
The tissue-phantom ratio TPR and Scp can be expressed as
TPRs;d =
Dc,s;z;d
Dc,s;z;dref
= s;z;d ·
SFs;d
SFs;dref
·
Td
Tdref
13
and
Scpc,s =
Dc,s;z;dref
Dcref,sref;z;dref
=
s;dref
sref;dref
·
SFs;dref
SFsref;dref
·
Kincc;z · Tdref
Kinccref;z · Tdref
	 Sps · Scc , 14
where s ;dref=s ;z ;d /s ;z ;dref is the electron dis-
equilibrium factor   1 for adequate depths and positions
adequately far from the edges of the field. We assumed that
dref is sufficiently large to establish electron equilibrium and
shield from contamination electrons.
The accuracy of the factor-based dose calculation algo-
rithms is determined by the accuracy of SF and Sc calcula-
tion under electron equilibrium conditions. Sc is very impor-
tant in this formalism since it directly characterizes the
variation in the incident collision kerma. The basic equation
for dose calculation on the central axis at an arbitrary dis-
tance z can be derived using Eqs. 11–14 asDc,s;z;d = MU ·
Drefcref,sref;zref;dref
MU
·
Dc,s;z;d
Drefcref,sref;zref;dref
= MU ·
Dref
MU
·
s;z;d · Kincc;z · Td · SFs;d
Kinccref;zref · Tdref · SFsref;dref
= MU ·
Dref
MU
·
s;z;d · Td · SFs;d
Tdref · SFs;dref
·
SFs;dref
SFsref;dref
·
Kincc;z
Kinccref;zref
= MU ·
Dref
MU
· TPRs;d · Sps · Oairc;z ,
15
where Dcref=sref ;zref ;dref /MU=Dref /MU is the dose per monitor unit under the reference conditions usually collimator
settings of 10
10 cm2, 100 cm SAD, 10 cm depth, and using Eqs. 7 and 12 we can obtain
Oair =
Kpc;z
Kpcref;zref
=
Kincc;z
Kinccref;zref
. 16
Oair in Eq. 16 can be further separated into two factors as
Oairc;z =
Kincc;z
Kinccref;zref
=
Kincc;z
Kincc;zref
Kincc;zref
Kinccref;zref
= DISTc;z · Scc , 17
DISTc ;z=Kincc ;z /Kincc ;zref is often approximated as zeff,ref /zeff2 where zeff indicates the source-to-detector distance and
o an inverse-square relationship.
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an arbitrary distance from the source, where the dose can be expressed as
Dc,s;x,y,z;d = MU
Dref
MU
s;x,y,z;d¯Kincc;x,y,zSFs;x,y,z;d¯Tx,y ;d
Kinccref;xref,yref,zrefSFsref;xref,yref,zref;drefTxref,yref;dref
= MU
Dref
MU
SFs;x,y,z;dref
SFsref;xref,yref,zref;dref
s;x,y,z;dSFs;x,y,z;d¯Tx,y ;d
SFs;x,y,z;drefTx,y ;dref


Kincc;x,y,z · Tx,y ;dref
Kinccref;xref,yref,zref · Txref,yref;dref
= MU
Dref
MU
SFs;x,y,z;dref
SFsref;xref,yref,zref;dref
s;x,y,z;d¯SFs;x,y,z;d¯Tx,y ;d
SFs;x,y,z;drefTx,y ;dref
Kpc;x,y,z
Kpcref;xref,yref,zref
= MU
Dref
MU
Sps;x,y · TPRs;x,y ;d¯ ,d · Oairc;x,y,z
	 MU
Dref
MU
Sps · TPRs;d¯ ,d · Oairc;x,y,z . 18
In this equation, cref is the reference field 10
10 cm2 that is centered on the collimator axis. d¯ and d are the average depth
and the depth along the ray line x ,y from the x-ray source, respectively. The equivalent square, s, for the off-axis point x ,y
is chosen so that SFs ;xref ,yref ;d=SFs ;x ,y ;d, where s is the square field centered on the central axis. The equivalent
square for an arbitrary point in the field, s, can be determined using the measured SF for circular fields on the central-axis and
the scatter integration.17 The definition of the TPR has been expanded for application to rays off the collimator axis, but
keeping the numerator and denominator on the same ray. Off-axis beam-softening renders TPRs ;x ,y ;d¯ ,d different from
TPRs ;xref ,yref ;d¯.18 Further details are beyond the scope of this report.
In Eq. 18, Oair can be separated as
Oairc;x,y,z =
Kincc;x,y,z · Tx,y ;dref
Kinccref;xref,yref,zref · Txref,yref;dref
=
Kincc;x,y,z
Kincc;x,y,zref
·
Kincc;x,y,zref · Tx,y ;dref
Kinccref;xref,yref,zref · Txref,yref;dref
= DISTc;x,y,z · Scc;x,y . 19
For off-axis points, Sc was defined by Eq. 5 in Sec. II B. Notice that the definition of Sc includes the variation of the incident
radiation with the point off the axis. For points within 4 cm of the collimator axis, the value for Sc at off-axis point is very close
to that on the central axis for points well within beam collimation.19
For a wedged beam, Sc defined in Eq. 19 is now denoted as Sc,w, i.e.,
Oair,wc;x,y,z =
Kpc;x,y,zwedge
Kpcref;xref,yref,zrefopen
=
Kpc;x,y,zwedge
Kpc;x,y,zrefwedge
·
Kpc;x,y,zrefwedge
Kpcref;xref,yref,zrefwedge
·
Kpcref;xref,yref,zrefwedge
Kpcref;xref,yref,zrefopen
= DISTwc;x,y,z · Sc,wc;x,y · WFaircref . 20
This would give a formula for calculating MU for a wedged beam as
MU =
Dc,s;x,y,z;d
Dref
MU
· Sp,ws · TPRws;d¯ ,d · Sc,wc;x,y · WFaircref · DISTwc;x,y,z
, 21
where WFaircref is the in-air wedge factor for the reference condition, DISTw is the inverse-square distance factor, and Sp,ws
is the phantom scatter factor for the wedged beam. Sc,w as defined in this report for a wedged beam is often not used in
conventional MU calculation algorithms. The formalism from more conventional equation has the form,
MU =
Dc,s;x,z;d
Dref
MU
· Sps · TPRs;d¯ · Scc;xref,yref · WFc;x,d · POARx,y ;dref · DISTz
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from wedge fields are lumped into a field size dependent
wedge factor, WFc ;x ;d, where the wedge gradient is in the
x direction. Users are cautioned to avoid double counting the
in-air output ratio if a field size dependent wedge factor is
used. The POAR is the primary off-axis ratio measured at
depth dref in a miniphantom for the largest collimator setting.
Detailed derivation can be found in Appendix B.
III.B. Model-based dose-to-energy fluence formalisms
The absorbed dose resulting from an irradiation is directly
proportional to the energy fluence incident onto the patient.
This makes normalization of the calculated dose per energy
fluence appealing. Energy fluence is more practical than par-
ticle fluence since the kerma per energy fluence is only
weakly dependent on photon energy. Thus, this application
of the formalism is robust for small shifts in beam quality.
Both kernel-based convolution/superposition models and
Monte Carlo-based calculations can be implemented using
such a formalism since the absorbed dose can be calculated
per monitor unit following a “global” energy fluence to
monitor units calibration. Details of such a formalism have
been outlined by Ahnesjö and co-workers19–21 and Mackie et
al.22 The core of the dose calculation engine is supposed to
deliver the quantity, dose to energy fluence ratio, ,
x,y,z =
Dx,y,z;A;x,y,zref
0
, 23
where Dx ,y ,z ;A ;x ,y ,zref is the absorbed dose at point
x ,y ,z, given that the lateral energy fluence distribution for
the applicator setting A ,A ;x ,y ,zref is defined free in-air
at a reference distance zref from the source, and 0 is the
energy fluence of direct photons free in-air at the isocenter.
Following Ahnesjö et al.,23 the MU registered for a given
beam can be separated into two parts, MU=MU0+MUb
where MU0 is the signal proportional to the forward fluence
through the monitor chamber and MUb=bA ·MU0 is pro-
portional to the fluence of particles backscattered into the
monitor from the upper sides of the adjustable collimators.
The total energy fluence delivered free in-air per monitor
unit can thus be written as
A;x,y,zref
MU
=
A;x,y,zref
0
·
0
MU0 + MUb
=
A;x,y,zref
0
·
0
MU0
1 + bA−1. 24
The ratio 0 /MU0 provides the key link between the ab-
sorbed dose per energy fluence as calculated by the dose
calculation engine and the absorbed dose per monitor unit as
needed for monitor unit settings. This ratio is directly derived
from the monitor backscatter corrected ratio of dose calcu-
lated and measured for the reference geometry according to
0
MU0
=
DA;xref,yref,zref/MUMeasured
DA;xref,yref,zref/0Calculated
1 + bAref , 25where MU=MU01+bA have been used.
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rately for the direct and indirect photons, respectively. The
direct photons are simply given by blocking collimated parts
in a relative distribution of the direct photons for an uncol-
limated beam to yield the relative distribution fA ;x ,y ,zref.
Adding indirect photons, ind, from irradiated parts of the
treatment head then yields the total photon energy fluence of
the beam,
A;x,y,zref =0 · 
 fA;x,y,zref + indA;x,y,zref
0
 ,
26
where f is the relative energy fluence of direct particles.
Equations 23–26 specify a framework for model-based
dose calculations. To calculate the absorbed dose, fluence
must be modeled such that the energy fluence distributions of
both direct and indirect particles are provided relative to the
reference fluence of direct particles 0 as well as the colli-
mator backscatter to the monitors through bA.
Writing the in-air output ratio on the central axis as an
energy fluence ratio assuming the mass energy absorption
coefficient does not change with aperture setting A shows
the role for the measured data,
Sc 	
A;zref/MU
Aref;zref/MU
=
0 +indA
0 +indAref
·
1 + bAref
1 + bA
= Sh · Sb. 27
where Sh is the headscatter factor and Sb is the monitor back-
scatter factor. We have used Eqs. 3, 24, and 26 in the
derivation. The most direct way of determining parameters
for headscatter models is through matching the model results
to measured Sc data since it directly depends on the variation
in headscatter and monitor backscatter. In Sec. IV, we will
review the physical processes leading to the variation in
ind /0, with varying field settings, and the main ap-
proaches used for its modeling.
IV. PHOTON BEAM CHARACTERISTICS
Different approaches have been investigated to derive the
beam characterization data for dose calculations. The Monte
Carlo method has proven useful in analyzing the various
components of the output ratio, an approach pioneered by
Nilsson and Brahme24 and later systematically implemented
in the BEAM package,25 which has been used extensively in
photon beam modeling. A practical approach that avoids han-
dling of extensive phase space data sets is to use comprehen-
sive “multisource” models, and then to derive the model pa-
rameters from measured Sc. This approach is self-consistent
and has been implemented for Varian, Siemens, Elekta, and
other clinical accelerators.26–30 At best, such models are de-
veloped based on the analysis of Monte Carlo simulated
beam data, and the model parameters can have clear physical
interpretation. Multiple source models assume that particles
in a radiotherapy beam are from different subsources repre-
senting major contributing components of a clinical accelera-
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sents direct photons from the target, an extended extrafocal
photon source represents scattered photons from the primary
collimator, the flattening filter and the ion chamber, and
an extended electron source represents contaminant
electrons.26,28,31–33 A source model might have slightly dif-
ferent subsource geometries for different linac models but
the model parametrization is basically generic for commonly
used clinical accelerators. A detailed model would provide
the time independent energy fluence E,, differential in en-
ergy and direction at all points x ,y ,zref in a beam at the
reference plane, zref, all normalized per monitor unit signal.
In practice, the fluence monitoring is nontrivial since scat-
tered photons from the treatment head add an “unmonitored”
contribution to the fluence, and backscatter into the monitor
yields a “false” contribution to the total signal

MU
=
0 +ind
MU0 + MUb
. 28
It is therefore common to describe the direct beam 0 and
the indirect components ind of the beam separately as we
will do in the following sections. We will briefly review pho-
ton beam characteristics based on experimental investiga-
tions, Monte Carlo simulations, and analytical studies and
modeling. Related reviews exist on multisource modeling,34
on dose calculations,35 and on Monte Carlo linac simulation
methods.36,37
IV.A. Photon spectra and direct beam fluence
distribution
Given an energy fluence spectrum of direct photons, many
dosimetric quantities such as attenuation, kerma, etc., are
trivial to calculate directly using generally available tabula-
tions of interaction data. Hence there has been a great inter-
est to determine the beam spectra. Monte Carlo simulations
and several reconstructive techniques from attenuation or
depth dose measurements have been explored.
In a much cited study, Mohan et al.38 used Monte Carlo to
determine spectra for 4–24 MV photon beams from Varian
accelerators. Recent comparisons with more sophisticated
MC simulations39,40 showed that the spectra of Mohan et al.
still represent a fair approximation. For accurate results,
Monte Carlo simulations require tuning of the electron beam
properties based on the measured beam data.39,41 Sheikh-
Bagheri and Rogers39 performed a thorough MC study of
nine photon beams in the energy range of 4–25 MV from
Varian, Siemens, and Elekta linacs. An important result was
to point out that in-air dose profiles measured with an ion
chamber and a proper build-up cap is the most effective ex-
perimental data to match simulation results while varying the
energy and spatial characteristics of the primary electron
beam.
Reconstructive techniques based on depth dose or attenu-
ation is an appealing alternative to full Monte Carlo simula-
tions since the reconstruction process in itself implies con-
sistency with end result verification data such as depth doses.
The main difficulty in reconstructive techniques is the poor
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makes the use of spectral shape constraints necessary. Also,
the absorbed dose from charged particle contamination in the
build-up region must be considered while including the data
from the build-up region. Ahnesjö and Andreo42 combined a
parametrized model for charged particle contamination with
a semianalytical spectrum model whose parameters were
varied to minimize the difference between the measured
depth doses and the depth doses reconstructed from the sum
of the absorbed dose for a pure photon beam and the charged
particle dose. In a similar dose reconstructive approach,
Sauer and Neumann43 used general shape properties of real-
istic spectra imposing positivity and monotony requirements.
Methods based on attenuation data have also been
employed.44–50 Most of these studies also used constraints on
the spectral shape to handle numerical conditioning prob-
lems.
The spectra at off-axis positions are “softer,” i.e., have a
lower mean or effective energy, than those at the central axis.
In a broad experimental survey involving 15 different linac
beams, Tailor et al.18 showed that the relative change, with
off-axis angle, of the narrow beam half value thickness had a
similar shape for all investigated machines, also confirmed
by earlier data from Yu et al.51 and Bjärngard and
Shackford.16 Although these general parametrizations exist,
off-axis beam quality variations depend on the material of
the flattening filter52 and should therefore be at least checked
as part of the machine commissioning procedure. The check
can be easily performed by comparing calculation and mea-
surement of D /MU at an off-axis point at depths larger or
equal to 20 cm in a large enough field.
Off-axis variations in the energy fluence depend on the
design of the flattening filter and the energy of the electron
beam hitting the target. The in-air output function Eq. 7 is
an obvious option based on direct measurements using
build-up cap that directly includes the kerma bias i.e., mul-
tiplication of en / to the energy fluence needed for correct
primary dose calculation. Treuer et al.53 and Ahnesjö and
Trepp54 worked out procedures to allow for full lateral map-
pings of general, nonrotational symmetrical beams based on
deconvolution of a dose distribution measured in a lateral
plane with respect to the beam axis.
Physical wedges and compensating filters, if present,
change the beam spectrum. van der Zee and Welleweerd55
simulated the Elekta internal wedge. They found that the
presence of the wedge altered the primary and scattered pho-
ton components from the linac significantly: Beam hardening
shifted the mean photon energy by 0.3 and 0.7 MeV for the
two components, respectively, for a 10 MV photon beam.
Soft wedges such as dynamic or virtual wedges have, on the
other hand, proven not to introduce any significant spectral
changes as contrast to physical wedges.56–58,27 The conse-
quences from spectral changes in terms of change in primary
and scatter dose deposition pattern with depth have been
20further analyzed and modeled.
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primary collimator
The scatter from the flattening filter acts as an extended
source, a concept in beam modeling that has been explored
and refined over the years. Measurements,4,6,8–10,59–64 Monte
Carlo simulations,38,65,66 and analytic approximations19 have
all established the role of the flattening filter and the primary
collimator as a distributed source which may contribute up to
12% of the output photons. Distributed-source models have
been used to calculate output ratios on the central axis of
arbitrarily shaped fields.19,23,63,65,67,68 Most variation in the
in-air output ratio with field size and position can be ex-
plained through modeling the number of scattered photons
by an extended source integration over the part of the linac
head visible from the calculation’s point of
view4,8,10,19,23,63,65,69 see Fig. 3. These characteristics of
photon beams stem from a partial eclipsing of the extrafocal
source by the field defining collimators. Different intensity
distributions of the extended source have been used in the
simulation, such as triangular, constant, or Gaussian func-
tions, yielding similar results indicating that the actual area
of the filter being exposed to the primary beam is more im-
portant than the particular intensity distribution used to
model it. Beam models that employ extrafocal source distri-
butions and the geometry of the treatment head can predict
the change of headscatter and beam penumbra with field
size. Since the flattening filter is located downstream from
the target and introduces an extended photon source, which
will reach outside of the beam collimation where it will
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studies also show up to 2% variation in Sc values at off-axis
locations inside beam collimation.62,70–72
It must be emphasized that because the dose contribution
from headscattered photons usually dominates the dose dis-
tribution outside the beam, accounting for indirect radiation
is very important for the prediction of absorbed dose in such
locations. An off-axis headscatter model is thus very impor-
tant to accurately predict the absorbed dose at off-axis
points.70 Figure 4 shows the measured lateral distribution of
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for headscatter and direct components of a 6 MV photon
beam from a Varian accelerator for two different collimator
settings c=20 and 40 cm. The curves are obtained by fitting
two Gaussian-source models for SPRairc ;x to
Scc ;x /POARx, where Scc ;x is the in air output ratio as
defined by Eq. 5 and POARx is the primary off-axis
ratio.70
Since the flattening filter scatter may constitute up to 12%
of the output photon radiation, its location downstream of
target will influence the variation in incident radiation as a
function of patient distance to the x-ray source, a phenom-
enon that can be modeled through the use of a virtual source
position. It has been shown that the virtual source position
was about 1 cm downstream of the target for an open field
and about 2–3 cm for a wedged field from Elekta, which has
an internal physical wedge.7 A more detailed study to exam-
ine the correlation between Sc and SDD showed that the
change in Sc for open beam at different SDD is indeed very
small 1% for SDD up to 300 cm.73 A similar study for
wedged beams estimated that the change in Sc at different
SDD is about 2% for wedged beams.74
IV.C. Wedge and compensator scatter
The presence of a wedge or a compensating filter in-
creases the fraction of headscattered photons, and hence the
variation in Sc with changes in collimation.8 In principle, one
should account for the headscatter source from the wedge
and the flattening filter separately.20,75 Due to the difference
in geometry, one can anticipate different field size depen-
dence of Sc between an internal wedge and an external
wedge.75 The former is mounted inside the accelerator head
and always completely irradiated but not always completely
seen through the collimator opening, while the latter is irra-
diated only by the collimated beam, always completely seen
from the point of interest and also closer to the patient com-
pared to the former.
Analytical calculation models based on first scatter inte-
gration over the scattering device20,76 and an “extended
phantom concept” using precalculated modulator kernels su-
perimposed over the modulator within the calculation point
of view77 have all shown good agreement. Monte Carlo
simulations confirm and bring further details to these results.
Schach von Wittenau et al.78 investigated to which degree
Monte Carlo simulations can be approximated without
changing the result.
IV.D. Collimator scatter and leakage
Detailed jaw and MLC geometries have been studied for
different accelerators using Monte Carlo simulations79,80,26,81
and analytical models.82 Collimators play an important role
in defining scatter contributions from the treatment head
through partial obscuring of structures such as target, pri-
mary collimator, and flattening filter. The scatter contribu-
tions from the movable collimators themselves are less than
1% of the total dose123 about one-tenth that of the total
headscatter, but rounded MLC edges might add more scat-
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erally less than 0.5% although the interleaf leakage in be-
tween MLC leaves can be 1%–2%.83 van de Walle et al.84
simulated the 80-leaf Elekta SLiplus MLC. They showed
that the interleaf leakage hardens the transmitted radiation by
about 0.15 MeV for a 6 MV photon beam and noted signifi-
cant differences for photon spectra under the leaf body com-
pared to under the leaf gap. Deng et al.85 studied the MLC
tongue-and-groove effect on IMRT dose distributions. Based
on the actual leaf sequence and MLC leaf geometry, they
derived a fluence map using a ray-tracing approach for an
IMRT plan. Their results suggest that the effect of the
tongue-and-groove geometry is probably insignificant in
IMRT with multiple gantry angles, especially when organ/
patient movement is considered.
For blocks, Thatcher and Bjärngard86 pointed out that
they should in most cases have a negligible effect on Sc at
most a 1% change for most clinic cases including extreme
blocks because the collimator jaws are located closer to the
location of the flattening filter than the blocks, thus it is the
collimator jaws rather than the blocks that influence the
amount of headscatter from the flattening filter. Jursinic,
however, noticed a headscatter effect of up to 2% due to
photon scattering from the tray and the block.87 van Dam et
al.88 examined the effect of the block on a large number of
accelerators and quantified its variation to be  1%. Higgins
et al.89 performed an exhaustive study and quantified the
effect of the block on Sc to be 1%.
IV.E. Monitor backscattering
Photon backscatter from the collimator jaws into the
monitor chamber may, for collimators located close to the
monitor, have a significant effect on output for some accel-
erators. As pointed out through Eq. 24, the total output
from a machine may be less than monitored due to a pertur-
bation signal MUb caused by backscattered particles. The
monitor backscatter has been studied by a variety of experi-
mental methods. Techniques for measuring b=MUb /MU0 in-
clude activation of metal foils,60 using a pinhole telescope
aimed at the target,90–93 comparing output differences with
and without an acrylic filter between the chamber and the
jaws,61 counting beam pulses,10,93,94 measuring beam
current,95 and measuring beam charge.92 Kubo90 used a tele-
scopic technique to exclude the scattered components from
the readout of an external detector and measured the varia-
tion in monitor units delivered per unit external signal. For a
Clinac 1800, he found small variations 1%–2% between
small and very large collimator settings. For a Therac 20
machine, however, the backscatter variation was as high as
7.5% cf. Fig. 5. Hounsell96 also used a telescopic technique
and found small variations of the order of less than 1% for an
Elekta-Philips SL15 with a protection sheet 3 mm Al in
place between the collimators and the monitor chamber. The
variation was considerably higher when the protection sheet
was removed, approximately 5% between the 4
4 and 40

40 cm2 field. Several investigators10,93,97 used the number
of linac pulses as an independent measure of the primary
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from 2% to 5% for the largest to the smallest fields with a
kapton window monitor chamber. When a protection sheet of
aluminium was set in place to stop low energy charged par-
ticles, the variation reduced to 0.5%–1.0%. Yu et al.93 ap-
plied this technique to a Varian Clinac 600C and 2100C and
found a variation of approximately 2% for the inner jaws and
1% for the outer jaws at energies above 15 MV, and about
half of those values for 6 MV. Lam et al.92 measured the
target charge needed to deliver a given number of monitor
units as a function of collimator setting, as it was considered
more reliable than the number of linac pulses. On a Varian
Clinac 2100C, they found a 2.4% variation for the upper
jaws and 1.0% variation for the lower pair of jaws. More
recent measurements have shown that the monitor backscat-
ter factors for a flattening filter free accelerator have the
same magnitude as that for the same accelerator with the
flattening filter.98 In general, all methods to explicitly mea-
sure Sb are rather cumbersome, and to various degrees inva-
sive to the accelerator structure or controls and cannot be
recommended for routine use.
Using Monte Carlo, Verhaegen et al.99 and Ding66 mod-
eled the photon beams in a Varian Clinac 2100C linac. By
tagging particles and selectively transporting photons and
electrons, they found that low energy electrons cause most of
the backscatter effect.
An analytical model for the backscatter signal fraction b
=MUb /MU0 has been proposed by Ahnesjö et al.23 assuming
that it can be determined by a proportionality factor kb times
a geometry factor for backscatter radiation,
b = kb
zSMD
2
zSCD
2  
Aˆ
cos3 A
 · zMCD
2 dAˆ , 29
where zSMD is the source to monitor distance, zSCD is the
distance from the source to the backscattering collimator sur-
face, zMCD is the monitor to backscattering surface distance,
A is the angle between the normal of the backscattering
ˆ ˆ
FIG. 5. Results of monitor backscattering obtained by a telescopic method
with an 18 MV x-ray from a Therac-20 accelerator. Different symbols rep-
resent different collimator settings: —square fields; 
—fixed inner jaws;
—fixed outer jaws. Adapted from Kubo Ref. 90.element dA and its view vector of the monitor, and A is the
Medical Physics, Vol. 36, No. 11, November 2009irradiated backscattering area. In the original paper source-
to-isocenter distance was erroneously used instead of zSMD
and the reflected radiation stated to be isotropic rather than
diffuse. A comparison of data from the work of Lam et al.92
versus Eq. 29 yields kb values of the order of 0.3–0.4 for
Kapton windowed chambers and approximately zero for
chambers with metal sheet windows.
Since b=MUb /MU0 decreases with increasing field size
less backscattering area, Sb= 1+bAref / 1+bA will in-
crease with collimator settings. Hence, the net effect of
monitor backscatter is to increase the output per monitor unit
with increasing field size, as the scatter fluence from ex-
tended sources does.
IV.F. Direct source obscuring effect
For very small collimator settings usually less than 2

2 cm2, the target, i.e., the effective x-ray source, is par-
tially obscured by the collimator jaws resulting in a substan-
tial reduction in the output.100 Due to the finite source size,
Sc is expected to reduce to zero when the collimator jaws are
completely closed. The source-obscuring effect dominates
the output ratio for very small fields at low energies.101 For
higher energies, the loss of lateral electron equilibrium be-
comes more important. For all energies, it is important that
during measurement the open part of the beam covers both
the detector and the entire build-up phantom.
Not only the size but also the shape of the source, as
affected by the beam transport system, are of importance for
small fields. Figure 6 shows the measured Sc values for sev-
eral different accelerators.100 The greatest effect is shown for
the Clinac-6/100, which has no bending magnet. The next
largest effect shown is from the SL75-5 with a 90° perma-
nent bending magnet. The SL25 has a 90° bending magnet as
well, but it is preceded by a “slalom” magnet arrangement.
The Clinac-1800 with a 270° bending magnet and an elec-
tron slit shows the smallest effect and has the smallest x-ray
source size among the accelerators examined. Zhu et al.11
demonstrated that one can reconstruct the shape of the x-ray
source with Sc, measured for a series of slit collimator set-
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FIG. 6. Measured Sc for open field of four accelerators are shown.
—Varian Clinac 1800, 10 MV, —Philips SL25, 6 MV, 
—Philips
SL75-5, 6 MV, 	—Varian Clinac 6 /100, 6 MV. Adapted from Zhu et al.
Ref. 100.tings at different collimator angles. Jaffray et al. presented
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linear accelerator. The cumulative source distribution of a
linear accelerator was measured in terms of focal and ex-
trafocal components using secondary collimation techniques,
as depicted schematically in Fig. 3.
In practice, information about the source size is often in-
ferred from the penumbra width and shape. Studies also cor-
relate the value of Sc at small field sizes with the penumbra
width produced by an accelerator.102
V. MEASUREMENT OF IN-AIR OUTPUT RATIO
This section deals with the experimental methods used to
measure in-air output ratio and the correction formalism one
can use to correct for artifacts caused by miniphantoms made
of different materials.
V.A. Influence of build-up material and detectors
V.A.1. Measurement of the effect of miniphantom on
Sc
V.A.1.a. Conventional build-up cap measurements. The
original in-air measurements to determine Sc used build-up
caps Fig. 7a to bring the thickness of detector walls to
provide equilibrium. While 60Co gamma rays require
build-up caps of approximately 0.5 g cm−2 in mass thickness,
when extended to higher energies the diameter of the cap
Beam
10 cm
3-4 cm
20 cm
4-5 cm
Chamber NormalChamber Collinear
Beam(b)
Beam(a)
FIG. 7. a An example of an old style Sc measurement using a peak thick-
ness build-up cap. Such measurments allowed charged particle contamina-
tion to affect the readings inappropriately. b Miniphantom as described by
van Gasteren.may became impractically large. While full build-up thick-
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photon component of the beam, the thickness required to
eliminate electron contamination is often larger than dmax.104
Thus, the use of build-up caps with a thickness just equal to
dmax may allow charged particle contamination radiation to
reach the detection volume, erroneously increasing the read-
ing particularly for the larger field sizes. Frye et al.104 and
Venselarr et al.105 showed that the field size dependence of Sc
is affected by electron contamination if the cap thickness is
not sufficient.
For the measurement signal to scale with the kerma of
incident radiation, lateral electron equilibrium conditions
must be established, and the full cap must be exposed to the
radiation beam, limiting the minimum beam size to the cap
diameter plus a margin to account for penumbra. To enable
the use for smaller fields, higher Z materials have been used,
such as lead.100 However, it has been argued that the high-Z
materials may alter beam spectra and thus introduce
errors.
12,106 Several investigators studied the influence of
build-up cap material on the measurement of Sc.104,107,108
Frye et al.104 reported significant differences up to 4.8% for
a 24 MV beam between the measurements with conven-
tional build-up caps made of Solid Water and those with
graphite. Using a magnetic field to sweep the contaminant
electrons in the 24 MV beam, they concluded that a signifi-
cant portion of the difference was indeed from the charged
particle contamination. With build-up caps made of low- and
high-Z materials, Jursinic and Thomadsen107 found large dif-
ference up to 4% for an 18 MV beam, especially for large
field sizes. These increased differences are most likely due to
the contributions from contaminating electrons, as the longi-
tudinal thicknesses of their caps were no more than the maxi-
mum dose build-up depths. Thomadsen et al.103 reported that
electron contamination penetrates considerably farther than
the depth of maximum dose, and for the 24 MV beam, some
contamination reaches as much as 10 cm depth.
This report does not provide a solution for situation when
the historically used “collimator-scatter factor” measured at
dmax is used for TMR-based MU calculation algorithm. In
this case, we recommend using Sc in air output ratio de-
fined at 10 cm see below for van Gasteren miniphantom so
long as Sp=Scp /Sc is determined using Scp measured at dmax.
A brief description of the rationale why this approach will
improve MU calculation accuracy, which is an expansion of
the argument made by Ten Haken,109 is included as follows:
We will consider the common situation where the dose to be
determined is for a point at the isocenter at a depth d d is
much deeper than the range of contamination electrons with
field size s and collimator setting c. The collimator setting c
is, in general, greater than or equal to the field size s. If we
reduce the collimator setting for the moment to a new value
c such that c=s, then the dose can be determined by mul-
tiplying the dose at the reference configuration by Scp for the
change in the field size and then multiplying by TMR for the
change in depth. When c=s, Scp and TMR are measured
under the same conditions dmax as that of the calculation so
that the calculation is as accurate as the measured data.
When the collimator setting is increased back to c from c,
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Since the calculation point is at the depth d without contami-
nating electrons, the Sc measured with miniphantom should
be used for this factor instead of the Sc measured at dmax.
Thus, as long as the depth of calculation is beyond the range
of contaminating electrons, the Sc measured with the miniph-
antom should be used whether one uses TMR or TPR. When
the depth of calculation is shallow, the contribution from
electron contamination is included in Sps and Scc for the
TMR-based formalism, depending on whether Sc is mea-
sured at depth beyond electron contamination or dmax. The
equivalent square dependence for photon phantom scatter, s,
and that for the headscatter, c, do not strictly apply in either
cases for Sps and Scc due to the additional field size de-
pendence caused by electron contamination. In this case, nei-
ther method provides a satisfactory solution when c and s is
very different.
FIG. 8. Deviation in the result of Sc measurement caused by using high-Z
material, relative to that using water-equivalent miniphantom. Taken from
Weber et al. Ref. 108.
FIG. 9. Recommended miniphantoms for measurement of Sc. The material
compositions are, from left to right, Lucite, graphite, and brass. If a high-Z
miniphantom is chosen, a correction factor may be required.
Medical Physics, Vol. 36, No. 11, November 2009V.A.1.b. van Gasteren miniphantom measurements. It can
be concluded, based on the studies above, that one of the
most important factors in the measurement of Sc is to ensure
that the cap’s longitudinal dimension is sufficient to prevent
contaminating electrons from reaching the detector. van Gas-
teren et al.12 showed that once the water-equivalent cap, or
“miniphantom,” is thick enough, Sc can be measured reliably.
They proposed the use of a columnar, cylindrical miniphan-
tom, 20 cm long
4–5 g cm−2 in diameter, oriented coaxi-
ally with the chamber and beam see Fig. 7b.12 The mini-
mum lateral dimension or diameter must exceed 4 g cm−2
for up to 24 MV photons to reach lateral electron
equilibrium.110 The radiation field edges must exceed the
miniphantom lateral dimension to maintain the cap in the
uniform part of the radiation field keeping the penumbra
from impinging on the miniphantom. This requirement en-
sures that the phantom-scatter contribution generated by the
miniphantom for the actual and the reference collimator set-
tings would mutually cancel see Sec. II B. We endorse this
cylindrical columnar miniphantom for the range of fields it
can accommodate; however, for output ratio measurements
for small fields common in IMRT treatment, we instead rec-
ommend using higher mass density material with medium Z
h1
φ1
φ2
h
FIG. 10. Schematics of a brass miniphantom recommended for measure-
ments of Sc for square fields larger than 1.5
1.5 cm2 and photon energy
less than 25 MV. The longitudinal thickness hl of the miniphantom facing
the radiation should equal to or be larger than 1.2 cm or 10 g /cm2, 
=8.4–8.7 g /cm3. The inner diameter of the miniphantom, 1 equals to the
outer diameter of the detector, e.g., 0.6 cm. The height, h, should be suffi-
cient long to cover the detector sensitive volume, e.g., 2 cm. The outer
diameter of the miniphantom, 2, can be such that the wall is thinner but
minimum 1.2 mm brass for up to 18 MV Refs. 107 and 115 than the
thickness required for CPE given that the total lateral dimension above the
chamber well ensures lateral CPE for the photon energy, and the effect on Sc
measurement falls within required accuracy demands.see Figs. 9 and 10.
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van Gasteren-style miniphantoms. Miniphantoms made of
low-Z materials are generally recommended. To extend the
range of Sc to smaller field sizes, one approach has been to
use higher density, higher atomic number miniphantoms. Li
et al.110 compared the measurements using cylindrical
miniphantoms made of polystyrene and brass. Their data
show that as long as the longitudinal dimension of miniph-
antom is sufficient to prevent contaminating electrons from
reaching the detector, the measurements with polystyrene
and brass miniphantoms agree within 0.5% for both 6 and 18
MV beams. However, even if the thicknesses of a miniphan-
tom is sufficient to stop contaminating electrons, the use of a
lead phantom may result in errors in the values of Sc of up to
1%. By comparing measurements with build-up caps made
of low- and high-Z materials carbon for low Z, brass and
lead for high Z, Weber et al.108 observed deviations of up to
1% in the Sc values for high-energy beams see Fig. 8.
They reported that the thicknesses of their build-up caps
were sufficient to stop contaminating electrons. The magni-
tude of errors caused by high-Z material increases with col-
limator setting, being small for collimator settings less than
6
6 cm2, but rising to the 1% level for a 40
40 cm2 field
for lead. For lead and acrylic miniphantoms, no differences
were found for small collimator settings.100 When using
miniphantoms of a high-Z material, the methodology in Sec.
V C of this report is recommended.
V.A.2. Monte Carlo simulation of the effect of
miniphantom on Sc
At the time of this report, the task group is not aware of
any literature that addresses the Monte Carlo simulation of
miniphantom for investigation of Sc. Johnsson and Ceberg
performed a Monte Carlo study on the effect of water-
equivalent miniphantom’s longitudinal thickness on the ac-
curacy of transmission measurement.111 They defined a mea-
surable quantity as the “collision kerma in-water” at a point
in free space, similar to the definition of the in-air output
function, Oair. When the ionization ratio measured in a
miniphantom equals the collision water kerma ratio in the
free space, the condition is called in-air equivalent.111 They
reported a range of miniphantom depths for specific photon
energy in order to obtain accurate measurement of transmis-
sion to within 1% or in-air equivalent in a water-equivalent
miniphantom. However, the limit of phantom thickness on Sc
is likely to be much relaxed because the photon energy spec-
tra do not change as much as that for the transmission mea-
surements. Experimental studies have shown no effect of
phantom’s longitudinal thickness on Sc as long as the thick-
ness is sufficient for CPE.12 Tonkopi et al.112 performed MC
simulation for OAR measurement and showed that using a
plastic miniphantom gives more accurate air-kerma profile
measurement than using high-Z material build-up caps.
V.A.3. Influence of detectors on measurement of Sc
Various detectors e.g., ionization chamber and diodehave been used to measure Sc. Values of Sc measured with
Medical Physics, Vol. 36, No. 11, November 2009diode detectors, shielded or unshielded, are identical to those
from ionization chamber measurements.113 It is also reported
that the ionization chamber orientation whether its axis is
perpendicular or parallel to incident radiation does not affect
the measured results.70,107 However, for very small field size,
the detector sensitive volume will have a drastic effect on
measured value of Sc.114 Thus it is important to choose de-
tectors with small sensitive volume for collimator setting less
than 1
1 cm2.
V.B. Development of correction factors for high
accuracy applications
An important aspect of the unambiguous formal definition
of Sc given by Eq. 3 is that build-up cap and detector com-
binations of practical interest can be Monte Carlo simulated
or modeled by means of cavity theory to fully quantify cor-
rection factors for high accuracy applications.14,115 The ratio
of readings for an Sc measurement can, by assuming equilib-
rium conditions and a detector fulfilling the Bragg–Gray cav-
ity criteria, be expressed with a more general formulation
than used in Eq. 6 to yield
Xc
Xcref
=
en/
en/ref
·
SFKc
SFKcref
·
sdet,med
S-A
sdet,med
S-A ref
·

ref
· e−¯ −¯ refd
= Sc
en/wat
med
en/wat
medref
·
SFKc
SFKcref
·
sdet,med
S-A
sdet,med
S-A ref
·

ref

e−¯ −¯ refd, 30
where Sc is defined in Eq. 3,  is the energy fluence free in
air, ¯en / is the mean energy fluence weighted mass en-
ergy transfer coefficient for the miniphantom material, SFK
=K /Kp is the total-to-primary kerma ratio or kerma scatter
factor that accounts for miniphantom scatter, Sdet,med
S-A is the
mean secondary electron fluence weighted Spencer–Attix
stopping power ratio of electrons between the detector and
the miniphantom medium for the detectors sensitive
volume,116 d is the effective depth of the detector, ¯ is the
mean attenuation coefficient energy fluence weighted,  is
the dose-to-collision kerma ratio, ¯en /wat
med is the mass en-
ergy transfer coefficient ratio for the miniphantom material
and water, and the variables with a subscript “ref” denotes
the corresponding variables for the reference geometry. Cor-
rection factors can be used to mitigate eventual spectral/
material induced shifts caused by measurement technique as
to convert the reading from the measurement geometry to the
“water kerma in free-space” conditions of definition for Sc.
For example, from Eq. 30 we can derive
Sc =
Xc
Xcref
· CFen · CFSF · CFS · CFatt · CF, 31
where CFen= ¯en /wat,ref
med / ¯en /wat
med corrects for energy
transfer shifts, CFSF=SFK,ref /SFK corrects for miniphantom
scatter factor differences, CFS= Sdet,med
S-A ref /Sdet,med
S-A corrects
117for stopping power differences, CF=ref / corrects for
5278 Zhu et al.: In-air output ratio for megavoltage photon beams 5278electron equilibrium, and CFatt=e¯ −¯ refd is to cancel out at-
tenuation differences. All these correction factors can be a
function of collimator setting, energy, and miniphantom ge-
ometry and material. For miniphantoms made with sufficient
thickness, CF=1. The shift of stopping power ratio at dif-
ferent depth d and collimator setting c is usually negligible
for an open beam: CFS=1.117 The values of various correc-
tion factors for Sc determination have been evaluated in sev-
eral recent publications.14,115 For example, for a water-
equivalent miniphantom the total correction factor remains
indistinguishable from unity, while for a miniphantom made
of lead, the total correction factor with thickness of
21.6 g cm−2 is up to 1%.14,115
V.C. Recommendation of miniphantom dimension for
Sc
For most field sizes, Sc measurements should be made
with the detector in a miniphantom, as shown in Fig. 9. The
miniphantom should be made from water-equivalent materi-
als, such as solid water, acrylic PMMA, or graphite, with
4 g /cm2 diameter and with the detector at 10 g /cm2 depth,
as described by van Gasteren et al.12 and the ESTRO
protocol.1 For small collimator settings c5 cm, a miniph-
antom made of high-Z material e.g., brass or lead must be
used to ensure CPE and contaminant electron filtering, and
the procedure for their use is given below. Measurement at
extended SSD for small fields may result in different Sc be-
cause of the different projections of the x-ray source from the
detector point of view. Such measurements should be
avoided as discussed in the next section. The lateral dimen-
sion diameter of the miniphantom should be sufficiently
large to maintain lateral CPE.110 Thinner lateral wall
thickness107 may be used if experimental verification show
that the effect on Sc measurement falls within the user’s de-
sired accuracy. The height above the detector should be suf-
ficient 10 g /cm2 to not only maintain longitudinal CPE but
also to eliminate contaminant electrons. The detector and
miniphantom should be supported on a low density stand
e.g., Styrofoam to minimize additional scatter into the de-
tector volume.
To provide lateral CPE for the small segment fields that
are common in IMRT, a high-density miniphantom shall be
used to enable full beam coverage of a phantom providing
enough filtering and buildup. Jursinic et al.107,115 showed that
a water-equivalent wall thickness of 1 g cm−2 about half of
MC predicted lateral CPE range is sufficient to measure
changes in Sc data to within an uncertainty of 0.3% for open
beams. Brass approximately 63% Cu, 37% Zn is an accept-
able alloy compromising high density 8.4 g cm−3 with
moderate atomic numbers 29 and 30, good machinability
and well known dosimetric properties.108,110,118 Figure 10
shows the schematics of a brass miniphantom suitable for
measurement of small field sizes. However, the introduction
of high-Z material changes the response and the use of cor-
rection factors calculated by Eqs. 30 and 31 is preferred,
when available.
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field sizes larger than 5
5 cm2, use a water-equivalent
miniphantom; for field sizes below 5
5 cm2, use a high-
density and thus high-Z miniphantom, allowing extension
to field sizes for which the diameter of the high-density
miniphantom is completely within the field, including the
penumbral margins. The ratio obtained with the high-density
miniphantom does not give the correct values for Sc but nor-
malizing the results obtained with the high-density miniph-
antom to a 5
5 cm2 field and multiplying the resultant val-
ues by the Sc measured for a 5
5 cm2 field with a water-
equivalent miniphantom gives values with very little error.
V.D. Measurement of Sc for small field sizes
For IMRT and stereotactic radiotherapy, it is often desir-
able to measure Sc for small field sizes c less than 3

3 cm2. For these field sizes, the primary cause of varia-
tions in Sc is the direct source-obscuring effect, as discussed
in Sec. IV F. We recommend measuring Sc at the distance of
interest, usually at the isocenter plane SAD  100 cm fol-
lowing the procedure in Sec. V C. To ensure that the miniph-
antom is completely covered within the small field, a high-Z
material miniphantom such as the one described in Fig. 10
can be used. This one is suitable for measurement of field
sizes down to 1.2 cm. Several studies has found that there is
no Z dependence of phantom materials for small field
sizes.14,100,119 A recent study suggested one can obtain reli-
able data using a miniphantom of zero side wall thickness for
photon energy up to 6 MV.114 However, for source size less
than 1 cm diameter e.g., 0.5 cm stereotactic cone, the av-
eraging effect of the active volume of the detector becomes
more important than the miniphantom lateral dimension.114
Thus it is recommended that measurement for field size less
than 1
1 cm2 be avoided unless cares are taken to account
for the detector convolution effect.114
Measurement at large extended SSD e.g., SSD 400 cm
is not recommended for use at the isocenter because of the
different projections of the x-ray source from the detector
point of view. Further studies are necessary to convert the Sc
measured at different SSDs for small field sizes. Several
groups have made measurements of Sc at extended SSD to
study the x-ray source size distribution because the radiation
beam becomes almost parallel.11,64,100
VI. EMPIRICAL METHODS FOR
CHARACTERIZATION OF Sc
VI.A. Empirical modeling of multiple photon sources
and monitor backscattering
The collimator exchange effect described the fact that the
in-air output ratio differs for a rectangular radiation field de-
pending on which side of the rectangle delineates the inner
and outer collimator jaws i.e., cx
cy or cy
cx.120 It can be
explained by the varying view of the flattening filter at the
point of detector Fig. 3. An equivalent square formula can
121be used to characterize this effect,
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Here cx and cy denote the settings of the outer and inner
collimators, respectively, and k 1 is the collimator ex-
change coefficient. If only the headscattered photons are con-
sidered, then k can be determined from the head geometry
as.
122
k = zx · SDD − zy/zy · SDD − zx , 33
where zx and zy are the source-to-collimator distances for
outer and inner collimators and SDD is the source-to-
detector distance see Fig. 1. The value of k has been deter-
mined experimentally for the Elekta121 and Varian122 accel-
erators k=1.8. However, k for a particular make/model of
accelerator may be different from this value and varies be-
tween 1.2 and 1.8 for the major accelerator types.123 Table V
in Appendix A gives examples of Sc for rectangular fields to
illustrate the collimator exchange effect. Other formalisms
k=zx /zy have also been proposed to calculate Sc for rectan-
gular fields.124 The source-obscuration effect is only relevant
for very small collimator settings usually less than 2

2 cm2, then it becomes the dominating effect and reduces
the in-air output ratio to zero when the collimators are
closed. It has been described by Zhu et al.100,102
The monitor-backscatter effect differs for different accel-
erator models and can be measured by operating the accel-
erator without the dose-rate servo control,94 by using a “tele-
scope” method,91,93,90 by target-current pulse counting,93 by
using the target charge method,93 or by photoactivation of
copper placed above the flattening filter.60 The first two
methods do not require opening up the accelerator head or
special electronic instruments and can achieve a reproduc-
ibility of 0.3%, but are still very time consuming. For some
Varian accelerators, the maximum contribution from the
monitor backscatter can be large 3%–5%.91 In principle,
the monitor backscatter factor could be defined as Sb= 1
+bcref / 1+bc implementing Eq. 29 as
bcx1,cx2,cy1,cy2 	
kb · zSMD
2
 · 1002  4040 − cyzy − zSMD2
−
cy · 40 − cx
zx − zSMD2
 , 34
where we have neglected the cosine factor in the integrand of
Eq. 29 and have made further assumption that the maxi-
mum irradiated area is 40
40 cm2, projected at the iso-
center. The distances zx, zy, and zSMD are shown in Fig. 1,
and cx=cx1+cx2 and cy =cy1+cy2 are the collimator settings
of the independent jaws. Y jaws are always defined as the
inner collimator jaws and X jaws are always the outer colli-
mator jaws. Clearly, the monitor backscatter factor increases
with increasing collimator settings and Y-jaw setting is
dominant since zyzx. The backscatter can also be charac-
terized by separating the in-air output ratio Sc into a multi-
plication of Sb and Sh see Eq. 27, where
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1 + bcref
1 + bc
	 1 +
kb · sM
2
 · 100240cy − crefzy − zSMD2
−
cxcy − cref
2
− 40cy − cref
zx − zSMD2
 . 35
We have used expression Eq. 34 for b and assume that b
1.
Several headscatter models have been successfully used
to predict Sc on the central axis. These models use a set of
measurements from square collimator settings to extract the
necessary parameter. One example of such model uses three
parameters a1, a2, and  to calculate Sc. a1 is the monitor-
backscatter coefficient, a2 is the maximum scatter-to-primary
ratio, i.e., if a2=0.10, 10% of the incident fluence is indirect
radiation, and  is the width of the indirect radiation distri-
bution at the isocenter plane. The in-air output ratio on the
central axis is123
Scc =
1 + a1 · c · 1 + SPRairc
1 + a1 · 10 · 1 + SPRair10
= 1 + a1 · c1 + a2 erfc/2 · H0, 36
where H0 is a normalization constant that sets Sc=1 at the
collimator setting 10
10 cm2 and SPRairc=a2 erfc /2 is
the scatter-to-primary ratio for the headscatter component
compared to the primary component, and erfx=0xe−t
2dt is
the error function. c is the equivalent square calculated from
the collimator jaws using Eq. 32 for rectangular fields. The
incident kerma measured in the miniphantom is separated
into the direct Kd and the indirect or headscatter Kh com-
ponents such that Kair=Kd+Kh=Kd · 1+SPRair. Details of
the derivation can be found elsewhere.123 Typical parameters
for a range of linear accelerators can be found in Table II.
Equation 36 can also be used to model Sc,w for a wedged
beam.123 Some representative data are shown in Table IV.
However, it is better to separate the headscatter components
from the wedge and the flattening filter. Zhu et al.75 provided
some empirical expressions to model the headscatter from
internal and external wedges appropriately see Fig. 11.
SPRair,w is the ratio of headscatter-to-direct radiation for the
wedge,
SPRair,wc = w erfc/w2 internal wedge
w · c/402 external wedge ,
 37
where w, w, and w are constant parameters. The parameter
w or w determines the maximum SPR for the largest field
40
40 cm2 and can be obtained by least squares fitting to
the square field Sc data for wedged beams.75
VI.B. Sc for MLC shaped fields
The use of an MLC for field shaping does not change the
way the phantom scatter is computed. The in-phantom scat-
ter depends on the final field size projected on the patient and
the methods for calculating scatter dose in the patient are
5280 Zhu et al.: In-air output ratio for megavoltage photon beams 5280well established. However, the in-air output ratio for MLC
shaped fields is dependent on the design and the geometry of
the MLC system. The amount of scatter radiation reaching a
point downstream from a MLC system depends on the area
of the extrafocal radiation source as seen by the point
through different levels of collimators. If the MLC is located
at the position of the inner jaws in the secondary collimator,
as in the Elekta MLC design, the irregular field shape deter-
mines both the headscatter and the phantom scatter. In the
Elekta design, there is a pair of backup jaws situated under
the MLC leaves and motorized to travel in the same direction
as the leaves. These backup jaws serve to minimize the in-
terleaf transmission outside the radiation field. These jaws
are normally set at the same position as the outermost leaves
and make only a small contribution to the headscatter. Palta
et al.125 showed that the in-air output ratio for shaped fields
with Elekta MLC can be accurately calculated using an
equivalent square126 of the MLC shaped field. The equivalent
square for the MLC shaped field can be readily calculated
using Clarkson sector integration method127 if it is assumed
that the source of extrafocal radiation is radially symmetric.
It is important to note that the integration method is valid
only when the field dimensions in both the measurements
and the calculations are projected from the calculation point
back through the collimation system to the effective source
plane of extrafocal radiation.129 If the MLC replaces the
outer jaws in the secondary collimator, as in the MLC design
TABLE II. Parametrization a1, a2, and  of open, sq
from Zhu et al. Ref. 123.
Model
Energy
MeV
a1
cm−1
Varian 2300CD 6 0.0015
15 0.0014
Varian 2100CS 6 0.0013
10 0.0014
Varian 2100CD/MLC 6 0.0013
15 0.0012
Varian Clinac 1800 6 0.0009
18 0.0010
Varian Clinac 6/100 6 0.0008
Varian Clinac 600C 6 0.0005
Elekta SL75/5 #1 6 0.0008
Elekta SL75/5 #2 6 0.0007
Elekta SL20 6 0.0005
20 0.0008
Elekta SL25/MLC 6 0.0003
25 0.0007
Elekta SL25 6 0.0007
25 0.0007
Siemens Primus 6 0.0004
18 0.0006
Siemens KD2 6 0.0004
15 0.0004
Siemens MXE 6 0.0005
Cobalt T-1000 1.25 0.0012of Siemens, both the MLC leaf positions and the upper jaw
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closer to the effective collimator-scatter source, they define
the field aperture in the dimension perpendicular to the di-
rection of leaf travel in both the BEV and in the projection of
the calculation points. When the MLC is used as a tertiary
collimator along with the inner and the outer collimator, as in
the design of Varian, the field shape defined by the MLC is
closer to the plane of any given calculation point than the
inner or outer jaws. Unless the MLC shaped field is substan-
tially smaller than the rectangular field formed by the inner
and outer collimator jaws, the tertiary blocking boundary
will not affect the projection of the field size from the calcu-
lation point back to the effective source of extrafocal radia-
tion. In this case, the jaw openings determine the in-air out-
put ratio.128 However, Kim et al.4 showed that the scatter
radiation contribution from the tertiary MLC to the in-air
output ratio for small MLC shaped fields may not be negli-
gible. This is often the case in small beam apertures used for
intensity modulation.
Zhu et al. developed an algorithm to calculate Sc based on
an empirical model123 by projecting each leaf position to the
isocenter plane,68
Sc = 1 + a1 · c · 
1 + a2 · 1
/22   e−r2//22dA · H0,
38
where  /2 is the effective radius of the extended source of
field from different accelerators for Eq. 36. Taken

cm
Max deviation
%
Std deviation
%
4 8.12 0.4 0.3
0 8.45 0.4 0.2
6 8.74 0.1 0.1
6 8.47 0.2 0.1
7 8.06 0.4 0.2
1 7.47 0.3 0.2
2 7.96 0.1 0.1
4 8.11 0.2 0.1
6 8.47 0.5 0.3
3 8.80 0.3 0.2
9 7.52 0.4 0.2
1 7.81 0.6 0.4
1 9.99 0.6 0.3
8.48 0.3 0.2
9 10.8 0.6 0.4
4 7.64 0.8 0.5
6 9.31 0.4 0.2
2 7.77 0.6 0.4
9 9.15 0.5 0.3
7.95 0.9 0.4
9 9.69 0.4 0.2
8 9.19 0.3 0.2
8.21 0.8 0.3
6 14.2 0.4 0.2uare
a2
0.06
0.05
0.06
0.07
0.06
0.05
0.07
0.07
0.06
0.05
0.05
0.06
0.08
0.119
0.06
0.10
0.06
0.10
0.09
0.115
0.07
0.08
0.117
0.08photons scattered from the flattening filter projected on the
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Sc=1 for a 10
10 cm2 field. The integral extend to infinite
on the isocenter plane. This formula does not require the
exact knowledge of the head geometry. , a1, and a2 can be
determined from least squares fitting the measured Sc to Eq.
36 for square field sizes on the central axis. The integral
can be calculated analytically for a known MLC leaf pattern.
The calculation agrees with measurement to within 1.2% for
points both on and off the central axis and is better than the
equivalent square method. The fitting parameters used in the
algorithm are derived from measurements for square field
sizes on the central axis. Zhu et al.68 compared the results for
the three types of MLC mentioned above and found that for
the same MLC shaped irregular field, the value of Sc in-
creases from the Elekta, to the Siemens, to the Varian accel-
erators, with differences up to 4%. When the MLC leaf po-
sitions are substantially different from the secondary
collimators or the rectangular field encompassing the irregu-
lar field, one observes differences up to 5% in the value of
headscatter correction factor HCF defined as the ratio of in
air output ratio between the MLC shaped irregular field and
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FIG. 11. The field size dependence of the ratio of headscatter-to-direct ra-
diations on the central axis for a the internal wedge of SL75-5 and b the
external wedge of a Varian 2100C. Taken from Zhu et al. Ref. 75.that of the rectangular field encompassing the irregular field.
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VI.C.1. Dynamic wedge
The dynamic wedge DW makes use of movement of
one pair of independent linac collimators closing or open-
ing during the treatment delivery to produce a wedge-
shaped profile. This offers flexibility in creating wedge-
shaped dose distributions. As an example, the Varian DW is
implemented using so-called “segmented treatment tables”
STTs that control the dose rate and collimator movement
for producing the dynamic wedges. Each STT contains infor-
mation on the moving collimator position versus cumulative
weighting of the monitor units. There are a total of 132 STT
for four wedge angles 15°, 30°, 45°, and 60°.
The second generation of dynamic wedge, called the en-
hanced dynamic wedge EDW, became available later on
Varian linacs. EDW uses a single STT to generate all the
other STTs for all field sizes and wedge angles.
It has been reported that the Sc,w values for the dynamic
wedge are significantly different from that for the open129,130
or physically wedged58 field. This difference is primarily be-
cause of the change in scattering conditions as the dynamic
collimator jaw moves. In order to characterize this differ-
ence, Liu et al.129,130 proposed that the Sc for dynamic wedge
may be expressed as: Sc,w=Sc,n ·Ncy, where Ncy is the
ratio of the STT weights on the central axis between the field
of interest cy and the reference field cy =10 cm,
Ncy =
STTcy,yi = 0
STTcy = 10,yi = 0
. 39
Here, cy is the field width in the wedge direction and yi is the
distance between the central axis and the moving jaw edge,
so yi=0 represents the position of the moving jaw at the
collimator axis. The Sc,n values were found to be approxi-
mately the same as the Sc values for the open fields.129,130
The introduction of Sc,n and Ncy simplifies the determina-
tion of Sc for dynamic wedge. The quantity Ncy character-
izes the impact of dynamic wedge on Sc and varies between
0.4 and 1 for cy varying between 10 and 10 cm. As noted
previously, Sc,w for wedged beam is often not used in con-
ventional MU calculation algorithms, where Sc for open
beam alone is used, and the headscatters from wedge fields
are lumped into the field size dependent wedge factors. Users
are cautioned to avoid double counting the in-air output ratio
if a field size dependent wedge factor is used.
VI.C.2. IMRT
There is, in principle, no difference between calculation
of Sc for an IMRT field and calculation of Sc for an open field
since the former is simply an MU-weighted summation of
the latter, particularly, a summation of a series of MLC
shaped fields. However, it is more demanding in terms of the
accuracy required to determine Sc for each segment of an
IMRT field. One has to determine Sc for points not only
inside of the beam collimation but also outside the beam
collimation under the blocks.
5282 Zhu et al.: In-air output ratio for megavoltage photon beams 5282Efforts to address the prediction of Sc for IMRT segments
have been made by several groups.68,131–134 Hounsell and
Wilkinson135 proposed a simple method, a first-order Comp-
ton scatter approximation from the flattening filter, which
only considers scatter from the flattening filter. The calcula-
tion of Sc using this method was found to agree with the
measurements only at small field sizes between 2 
 2 and
10
10 cm2.135 Naqvi et al.134 used a two-source model
combined with raytracing algorithm to calculate the head-
scatters for IMRT fields. Their data indicated that the poten-
tial accumulative errors in Sc on the order of a few percent
could be avoided with the use of this model. Yang et al.133
proposed a three-source model to calculate the headscatter
distribution for irregular segments shaped by MLC. In this
model, the values of Sc for each beamet in a segment at the
point of calculation are considered to be contributed from
three sources: Primary photons and scattered photons from
primary collimators or flattening filter. Sc predicted by this
model agreed with the measurement within 3% at an any
calculation point.133 Recently, Zhu et al.68 calculated Sc for
an MLC field using an empirical algorithm that projects each
leaf position to the isocenter plane. Their calculation showed
that Sc for an irregular MLC field can be different by as
much as 5% from the Sc for the rectangular field encompass-
ing the irregular field.
VII. QUALITY ASSURANCE
As outlined in AAPM Task Group Report 40,136 QA, in
general, has a critical role in all aspects of radiation oncol-
ogy. The quality of Sc data is important for accuracy of dose
calculations in both treatment planning systems and MU cal-
culations. QA of Sc is needed i at the time of beam com-
missioning, ii for periodic yearly checks, iii after any
major repair of the linac, and iv at the time of upgrade of
treatment planning software. This section will discuss vari-
ous QA methods existing in literature for Sc data. That in-
cludes, primarily four categories of methods: a Use of linac
specific published data, b use of published parameterized
values, c use of the in-water output ratios divided by pub-
lished phantom scatter factors, and d remeasurement.
A database of measured values, for open and wedged
fields of major linac models and cobalt units, exists in
literature.123 Tables III and IV provide open and wedged-
field data measured by some of the authors of this report on
select linacs. To emphasize the impact of linac head design,
the data include linacs from three major vendors: Varian,
Siemens, and Eleckta. For convenience, the tabulated data
are also presented in a graphical form Fig. 12. The shaded
region simply emphasizes the behavior with field size. Inter-
estingly, the limited data, irrespective of the beam energy
and the linac model, show remarkable agreement
maximum-to-minimum spread of 2%. However, for field
sizes smaller than 2
2 cm2, the differences in Sc with re-
spect to the model of the linac become significant see Fig.
6. The dashed curve represents the RPC average of user
submitted data, without any QA of the measured data. Strik-
ingly, at photon energies exceeding 15 MV, the dashed curve
Medical Physics, Vol. 36, No. 11, November 2009exhibits a significant departure from the plotted data points.
Most build-up caps in current use are near depth of dmax
instead of 10 cm. Therefore, it is important that electron
contamination be avoided by use of build-up cap of adequate
dimensions and proper material. Note that this difference
does not necessarily reflect an error in dose calculation pro-
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FIG. 12. Measured Sc for various accelerators for a 6 MV, b 15 MV, and
c 18–25 MV. The symbols are measurement taken using the water-
equivalent miniphantom described in this report. The dashed line is average
data submitted by users to RPC. The shaded area represents the variation
among various accelerators. The cause of large discrepancy between the
curve and the shaded area is most likely electron contamination due to in
appropriate build-up cap, especially at energies 15 MV.vided that the beam data are normalized at the same depth.
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pendent for depths less than the range of highest electron
energies, these data show potential large errors for photon
energies larger than 15 MV if the depth of normalization is
not chosen to be beyond the range of electron contamina-
tion.
One may fit the measured values to a model such as
shown by Eq. 36 by determining the three parameters a1,
a2, and . Table II provides a cross-check of the published
parameters for known linear accelerators.
It has been proposed that one can measure the in-water
phantom scatter factor Scp to determine Sc using a known
phantom scatter factor Sp and the relationship
Sc=Scp /Sp.137 The phantom scatter factor Sp at 10 cm has
been shown to be a function of quality index and field size
and is not sensitive to the make/model of the linear
accelerators.12,138 Using these published data, the user can
even determine Sc for square fields directly. However, this
method is dependent on the correct value of Sp and thus
needs to be further refined to determine Sc at off-axis loca-
tions.
The importance of the materials and dimensions of the
miniphantom used should not be underestimated. This im-
plies acquiring proper miniphantoms for both large 4 cm
and small  4 cm fields is important. The RPC’s analysis
of Sc data from 90 institutions Fig. 12 shows that even
for the same linac make/model, the data have a large spread
of up to 4% max/min.
As recommended in TG40,136 the periodic yearly spot
checks of open square field Sc values should be performed.
One should be able to reproduce the values within 1%. Spot
checks of the physical or dynamic wedged fields may not be
necessary if open-field checks show an acceptable agree-
ment. Spot checks of the MLC rectangular-field data are rec-
ommended for field sizes of 3 
 40 and 40
3 cm2.
VIII. SUMMARY
1 In-air output ratio, Sc, is defined as the ratio of collision
kerma to water per monitor unit at a point in free space
for an arbitrary collimator setting to that for a reference
collimator setting. This definition ensures that Sc de-
scribes the photon transport only. Sc is caused by three
physical effects: Source obscuring, headscattering, and
monitor backscattering. Interested readers can refer to
Sec. IV for details.
2 The in-air output ratio should be measured at the point
of interest using a miniphantom with sufficient longitu-
dinal and lateral thicknesses to eliminate electron con-
tamination. The cross section of the miniphantom should
be completely covered by the collimator setting of the
field. Figure 9 provides recommended geometries for the
miniphantoms for normal collimator settings. For smallMedical Physics, Vol. 36, No. 11, November 2009collimator settings, a brass miniphantom Fig. 10 can
be used for collimator setting as small as 1.5
1.5 cm2.
Section V C gives procedures for use of the high atomic
number miniphantoms. For smaller field sizes, detailed
recommendations of the miniphantom and detector com-
binations are included in Sec. V D.
3 A correction-factor based formalism Eq. 31 is intro-
duced to determine in-air output ratio measured using
any geometries of miniphantom or cap composed of
any material. This correction should be applied under
conditions when a miniphantom of high-Z material with
smaller longitudinal and/or lateral dimensions has to be
used, e.g., for SRS fields and/or IMRT. Correction fac-
tors for common collimator settings can be found in
literature.14
4 Theoretical analysis is provided to determine the values
of Sc and its components headscatter, monitor back-
scattering in clinical conditions different from that for
rectangular fields e.g., irregular MLC fields, wedge
fields, and IMRT fields. Headscatter at off-axis points
are discussed. In addition, the concept of equivalent
square for headscatter is introduced to determine Sc
while accounting for the collimator exchange effect for
various field shaping mechanisms MLC replacing jaws,
MLC as attachment, and/or blocks. Interested readers
can refer to Sec. VI for details.
5 A database of Sc for rectangular fields is provided for
quality assurance of measured Sc. “QA” does not imply
extensive repeated measurements of Sc but is a step not
necessarily measurement to verify the measured values
of Sc. Details are included in Sec. VII.
6 Sc defined in this report can be used in meterset and dose
calculation as described in Sec. III. It is suitable for
TPR-based MU calculation algorithm where the refer-
ence depth is typically 10 cm or beyond electron con-
tamination. However, this report does not provide a so-
lution for situations when the historically used
“collimator-scatter factor” measured at dmax is used for
TMR-based MU calculation algorithm. In this case,
TG74 recommend using Sc in-air output ratio as de-
fined in this report so long as Sp=Scp /Sc is determined
using Scp measured at dmax.
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Measured in air output ratio are included for square open fields Table III, square wedged fields Table IV, and rectangular
open fields Table V.
TABLE III. Measured in-air output ratio versus square collimator settings for open fields. Data are compiled for
comparison or quality assurance purpose only and are not to be used for clinical application. Measurement
uncertainty is 0.5%.
Nom E
MV
Collimator
setting
cm
Varian Siemens Elekta
6 /100 2100CD 2300CD KD2 Primus SL75 SL25
6 3 0.948 0.945 0.946 0.935
4 0.960 0.958
5 0.972 0.968 0.968 0.963 0.961 0.972 0.971
7 0.986 0.984 0.985 0.989 0.985
10 1.000 1.000 1.000 1.000 1.000 1.000 1.000
15 1.014 1.016 1.016 1.017 1.017 1.010 1.015
20 1.022 1.024 1.026 1.023 1.027 1.017 1.022
30 1.031 1.036 1.041 1.028 1.032 1.025 1.032
40 1.034 1.046 1.051 1.030 1.032 1.029 1.034
15 3 0.956 0.956 0.956 0.954
4
5 0.974 0.975 0.959 0.975 0.966
7 0.987 0.986 0.985 0.982
10 1.000 1.000 1.000 1.000 1.000
15 1.012 1.013 1.016 1.013 1.025
20 1.018 1.024 1.023 1.024 1.039
30 1.032 1.038 1.028 1.038 1.050
40 1.040 1.047 1.029 1.047 1.051
18 or 20 3 0.940 0.919 0.921
4 0.943
5 0.962 0.957 0.959
7
10 1.000 1.000 1.000
15 1.016 1.017 1.018
20 1.025 1.024 1.028
30 1.039 1.029 1.041
40 1.049 1.031 1.043
23 or 25 3 0.922
4 0.941 0.936
5 0.954 0.959
7 0.980
10 1.000 1.000
15 1.018 1.015
20 1.026 1.022
30 1.034 1.028
40 1.036 1.031Medical Physics, Vol. 36, No. 11, November 2009
5285 Zhu et al.: In-air output ratio for megavoltage photon beams 5285TABLE IV. Measured in-air output ratio, Sc,w, versus square collimator settings for 60° wedged fields. Data are
compiled for comparison or quality assurance purpose only and are not to be used for clinical use. Measurement
uncertainty is 0.5%. Note: Sc,w should not be used simultaneously with field size dependent WF in MU
calculation formalism.
c
cm
Manufacturer
Varian 2300CD 2100CD/MLC
6 MV 15 MV 6 MV 15 MV
3 0.935 0.943 0.920 0.928
5 0.959 0.965 0.945 0.951
7 0.978 0.980 0.970 0.972
10 1.000 1.000 1.000 1.000
15 1.029 1.026 1.042 1.038
15
20 1.040 1.038 1.058 1.054
15
30 1.057 1.055 1.081 1.077
15
40 1.069 1.064 1.095 1.090
Elekta SL20 Elekta SL75
6 MV 25 MV 6 MV
4 0.921 0.894 0.929
5 0.940 0.933 0.946
7 0.967 0.966 0.970
10 1.000 1.000 1.000
15 1.048 1.046 1.033
20 1.074 1.072 1.058
30 na na 1.084
Siemens, KD2 Siemens, Primus
6 MV 15 MV 6 MV 18 MV
3 – – 0.933 0.915
5 0.954 0.953 0.958 0.952
10 1.000 1.000 1.000 1.000
15 1.034 1.034 1.034 1.035
20 1.062 1.059 1.059 1.051
30 – – 1.081 1.072Medical Physics, Vol. 36, No. 11, November 2009
5286 Zhu et al.: In-air output ratio for megavoltage photon beams 5286TABLE V. Measured in-air output ratio versus rectangular collimator settings for open fields of three major
accelerator manufacturers Elekta, Siemens, and Varian for a 6 MV and b 15 or 25 MV. Y is always upper
collimator and X is always lower collimator. Measurement uncertainty is 0.5%.
a
Varian 2100C 6 MV
Collimator setting
X \Y
4 7 10 15 20 30 40
4 0.953 0.963 0.968 0.970 0.970 0.971 0.971
7 0.968 0.983 0.989 0.991 0.992 0.994 0.996
10 0.975 0.994 1.000 1.005 1.006 1.007 1.008
15 0.982 1.002 1.012 1.017 1.018 1.020 1.021
20 0.987 1.008 1.017 1.022 1.024 1.028 1.028
30 0.992 1.014 1.024 1.031 1.033 1.038 1.037
40 0.997 1.019 1.030 1.036 1.041 1.045 1.044
Siemens Primus 6 MV
Collimator setting
X \Y
3 5 10 15 20 30 40
3 0.935 0.942 0.950 0.952 0.953 0.956 0.957
5 0.952 0.961 0.972 0.975 0.976 0.976 0.976
10 0.966 0.982 1.000 1.005 1.006 1.010 1.010
15 0.971 0.989 1.011 1.017 1.020 1.022 1.022
20 0.973 0.993 1.017 1.024 1.027 1.030 1.031
30 0.976 0.997 1.019 1.026 1.029 1.032 1.032
40 0.976 0.997 1.021 1.029 1.031 1.033 1.032
Elekta SL25 6 MV
Collimator setting
X \Y
3 5 10 15 20 25 30 40
3 0.955 0.962 0.970 0.972 0.975 0.975 0.974 0.969
5 0.964 0.977 0.988 0.992 0.990 0.994 0.989 0.992
10 0.975 0.987 1.000 1.009 1.012 1.013 1.013 1.012
15 0.980 0.992 1.011 1.017 1.021 1.023 1.023 1.021
20 0.981 0.995 1.014 1.020 1.026 1.028 1.026 1.025
25 0.981 0.996 1.016 1.023 1.028 1.028 1.030 1.026
30 0.982 0.997 1.018 1.024 1.030 1.032 1.031 1.021
40 0.986 0.998 1.018 1.025 1.032 1.032 1.031 1.026
b
Varian 2100C 15 MV
Collimator setting
X \Y
4 7 10 15 20 30 40
4 0.958 0.966 0.970 0.971 0.972 0.973 0.974
7 0.972 0.984 0.989 0.992 0.994 0.994 0.995
10 0.980 0.994 1.000 1.004 1.006 1.007 1.008
15 0.985 1.002 1.009 1.015 1.017 1.019 1.019
20 0.990 1.007 1.015 1.021 1.024 1.028 1.027
30 0.996 1.015 1.024 1.031 1.035 1.039 1.039
40 1.001 1.021 1.030 1.038 1.042 1.045 1.046
Siemens Primus 15 MV
Collimator setting
X \Y
3 5 10 15 20 30 40
3 0.919 0.933 0.938 0.942 0.943 0.941 0.943
5 0.944 0.957 0.970 0.971 0.975 0.977 0.978
10 0.961 0.983 1.000 1.007 1.006 1.010 1.010
15 0.966 0.990 1.011 1.017 1.021 1.022 1.024
20 0.969 0.992 1.017 1.024 1.024 1.027 1.030
30 0.969 0.991 1.016 1.025 1.028 1.029 1.034
40 0.971 0.996 1.021 1.023 1.026 1.029 1.031Medical Physics, Vol. 36, No. 11, November 2009
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For the open beam, this alternative formulation for the dose at an arbitrary point can be derived as
Dc,s;x,y,z;d = MU
Dref
MU
s;x,y,z;d¯Kincc;x,y,zSFs;x,y,z;d¯Tx,y ;d
Kinccref;xref,yref,zrefSFsref;xref,yref,zref;drefTxref,yref;dref
= MU
Dref
MU


Kincc;xref,yref,zref
Kinccref;xref,yref,zref
Kincc;x,y,zrefTx,y ;d
Kincc;xref,yref,zrefTxref,yref;d¯
Kincc;x,y,z
Kincc;x,y,zref


s;x,y,z;d¯SFs;x,y,z;d¯Txref,yref;d¯
SFsref;xref,yref,zref;drefTxref,yref;dref
= MU
Dref
MU
scc · OARairc;x,y ;d · DISTc;x,y,z
s;x,y,z;d¯SFs;x,y,z;d¯Txref,yref;d¯
SFsref;xref,yref,zref;drefTxref,yref;dref
= MU
Dref
MU
Scc · OARairc;x,y ;d · DISTc;x,y,z
s;xref,yref,zref;d¯SFs;xref,yref,zref;d¯Txref,yref;d¯
SFsref;xref,yref,zref;drefTxref,yref;dref
= MU
Dref
MU
SccOARairc;x,y ;d · DISTc;x,y,z


SFs;xref,yref,zref;dref
SFsref;xref,yref,zref;dref
s;xref,yref,zref;d¯SFs;xref,yref,zref;d¯Txref,yref;d¯
SFs;xref,yref,zref;drefTxref,yref;dref
= MU
Dref
MU
Scc · OARairc;x,y ;d · DISTc;x,y,z · Sps · TPRs;d¯
	 MU
Dref
MU
Scc · Sps · TPRs;d¯ · POARx,y ;dref · DISTz , B1
where
POARx,y ;dref =
Kinccmax;x,y,zrefTx,y ;dref
Kinccmax;xref,yref,zrefTxref,yref;d¯ ref
B2
and
DISTz =
Kinccref;xref,yref,z
Kinccref;xref,yref,zref
B3
Notice that the dosimetrical quantity, Dc ,s ;x ,y ,z ;d, implicitly includes the dependence on d¯ since d changes with x, y and
equals d¯ on the central axis xref ,yref. TPRs ;d¯, Sps, and Scc are the central axis quantities for the open beam. The last
line of Eq. B1 becomes an approximation due to using the POARx ,y ;dref instead of OARairc ;x ,y ;d losing the depen-
dence on c and d using only the z dependence for distance function, and ignoring the off-axis change in the TPR.
TABLE V. Continued.
Elekta SL25 25 MV
Collimator setting
X \Y
3 5 10 15 20 25 30 40
3 0.923 0.936 0.946 0.947 0.947 0.949 0.951 0.951
5 0.942 0.961 0.976 0.979 0.979 0.980 0.983 0.985
10 0.957 0.979 1.000 1.006 1.008 1.010 1.014 1.015
15 0.961 0.984 1.009 1.015 1.019 1.021 1.024 1.025
20 0.962 0.985 1.013 1.018 1.022 1.025 1.028 1.030
25 0.963 0.986 1.014 1.019 1.025 1.028 1.031 1.030
30 0.963 0.987 1.015 1.021 1.026 1.029 1.033 1.033
40 0.964 0.987 1.016 1.021 1.027 1.032 1.034 1.033From these equations, we get for the off-axis case with no wedge:
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Dc,s;x,y,z;d
Dref
MU
· Scc · DISTz · POARx,y ;dref · Sps · TPRs;d¯
. B4
For the general case with a wedge, for any point in the patient,
Dc,s;x,y,z;d;w = Dc,s;x,y,z;d;o ·
Dc,s;x,y,z;d;w
Dc,s;x,y,s;d;o
= MU ·
Dref
MU
· Scc · Sps · TPRs;d¯ · DISTc;x,y,z · OARairc;x,y ;d · WFc,s;x,y,z;d;w
	 MU
Dref
MU
· Scc · Sps · TPRs;d¯ · DISTz · POARx,y ;dref · WFc;x,y ;d;w , B5
so that
MU =
Dc,s;x,y,z;d;w
Dref
MU
· Scc · Sps · TPRs;d¯ · DISTz · POARx,y ;dref · WFc;x,y ;d;w
. B6
In Eq. B6, the factors Sc, Sp, TPRs ;d¯, and DISTz represent the same functions used without a wedge. All of the wedge
information becomes incorporated into the wedge factor WFc ;x ,y ;d ;w, which varies with collimator setting, field size,
distance from the source, and depth in the patient as well as the wedge angle.aElectronic mail: tzhu@mail.med.upenn.edu
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